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FOREWORD 


The  research  work  reported  herein  was  conducted  by  Bolt, 

Beranek  and  Newman  Inc.,  Cambridge,  Massachusetts.  The  work  was 
administered  by  the  Flight  Dynamics  Laboratory,  Directorate  of 
Aeromechanics,  Deputy  for  Technology,  Aeronautical  Systems  Division, 
Wright -Patterson  Air  Force  Base,  Ohio,  under  Contract  No. 

AP  33(616) -7789.  'Dlls  research  Is  part  of  a  continuing  effort  to 
obtain  pertinent  data  In  usable  form  to  enable  a  better  estimation 
of  sonic  loads  encountered  by  an  operational  aircraft  for  more 
precise  noise  prediction  and  fatigue  analysis  which  Is  a  part  of 
the  Air  Force  Systems  Command's  Applied  Research  Progpc'am  750A, 
"Mechanics  of  Plight".  The  work  was  conducted  under  Project  No. 
1370,  "Dynamic  Problems  In  Plight  Vehicles",  Task  No.  137005, 
"Methods  of  Noise  Prediction,  Control  and  Measurement".  Mr.  Smith 
and  later  Mr.  Hermes  of  the  Plight  Dynamics  Laboratory  were  the 
Project  Engineers.  The  research  effort  was  conducted  from  January 
to  August  1962. 

This  Is  Volume  II  of  two  volumes  which  describes  the  design 
of  an  Instrument  to  monitor  the  response  of  aircraft  panels. 

Volume  I  describes  an  Instrument  to  monitor  the  sonic  excitation 
at  the  panel. 
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ABSTRACT 


A  compact  Instxniment  to  measure  the  strain  history  of  a 
point  on  a  resonant  structure  of  a  flight  vehicle  Is  considered. 
The  output  data  from  the  Instilment  Is  designed  to  aid  In  the 
estimation  of  acoustic  fatigue  damage.  The  ability  of  a  strain 
gage  to  perform  under  fatigue  conditions  Is  examined.  The  design 
of  circuitry  to  modify  the  sonic  recorder  discussed  In  Volume  I 
to  a  response  recorder  are  discussed.  Performance  data  of  the 
breadboarded  response  i^corder,  tested  with  a  resonant  structure, 
are  given. 


PUBLICATION  REVIEVr 


This  report  has  been  reviewed  and  is  approved. 
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WALTER  \T. 

Chief,  Dynamics  Branch 
Flight  Dynamics  Laboratory 
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SECTION  I 
INTRODUCTION 


This  study  investigates  the  requirements  and  accomplishes 
a  design  for  an  instrument  to  provide  information  on  the  long 
term  amplitude  statistics  of  the  root  mean  square  response  of 
a  point  on  an  aircraft  structure  to  sonic  excitation.  This 
Instrument,  the  response  recorder,  is  designed  to  be  airborne  and 
to  operate  unattended  for  periods  of  three  months. 

The  functions  performed  by  the  response  recorder  are  the  fol¬ 
lowing:  l)  the  instantaneous  strain  signal  from  a  structure  is 
amplified  by  a  balanced  system  and  the  response  modes  eu'e  sepa¬ 
rated  by  filters,  2)  the  filtered  signals  are  quasl-rms  detected, 
3)  the  detected  signal  is  applied  to  an  amplitude  distributor 
which  quantizes  the  rms  level  into  six  logarithmic  windows  cover¬ 
ing  a  fourteen  db  range,  and  4)  the  time  spent  by  the  ms  level 
in  each  amplitude  window  is  accumulated.  Each  of  these  fvinctlons 
has  been  examined  in  light  of  the  goal  of  retaining  the  infoma- 
tlon  essential  for  sonic  fatigue  while  keeping  the  size  of  the 
final  package  to  a  minimum. 

The  present  report  is  Voliane  II  of  a  two- volume  report. 

Volvime  I  discussed  the  requirements  and  design  of  a  sonic 
recorder  for  accumulating  the  long  tern  ms  amplitude  statistics 
of  the  sonic  excitation.  The  design  allows  a  basic  recorder  to 
be  converted  to  either  a  response  recorder  or  a  sonic  recorder 
by  interchanging  plug-in  modules.  In  addition,  it  is  possible 
to  simultemeously  accumulate  ms  amplitude  infomatlon  for  sound 
pressure  level  and  for  strain,  by  employing  two  Inputs  to  the 
basic  recorder,  with  very  little  additional  equipment. 

The  general  requirements  to  be  fulfilled  by  the  response 
recorder  are  discussed  in  Section  II.  This  section  is  supported 
by  Appendix  A,  which  considers  some  data  amalysls  techniques  for 
the  response  recorder  data  and  the  resulting  errors,  euid  Appendix 
B,  which  considers  the  sound  pressure  level  veu'latlon  with  ambient 
temperature  for  a  contemporary  Jet  engine. 
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Characteristics  of  the  strain  gage  which  are  important  for 
the  dynamic  measurements  of  the  response  recorder  are  discussed 
in  Section  III.  In  particular,  temperature  effects,  frequency 
dependence,  magnetostrictive  effects,  and  gage  failures  are  con¬ 
sidered.  Appendix  C  describes  experiments  relating  to  the  failure 
of  gages  under  random  excitation  by  a  cumulative  fatigue  process. 

Section  IV  describes  the  design  of  the  circuitry  of  the 
response  recorder  6uid  its  relation  to  the  sonic  recorder  described 
in  Volume  I.  The  breadboard  circuit  of  the  response  recorder  has 
been  evaluated  experimentally  with  narrow  band  random  strain 
inputs.  This  data  and  the  long  term  errors  anticipated  are  dis¬ 
cussed  in  Section  V. 
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SECTION  II 

GENERAL  PERFORMANCE  REQUIREMENTS 


In  this  section  we  consider  the  general  requirements  that 
a  response  recorder  should  satisfy. 

The  purpose  of  a  life-history  recorder  is  to  gather  statis¬ 
tical  data  (numbers)  which  can  be  combined  with  analytical 
schemes  (criteria),  A  cmpletely  deterministic  design  of  a 
recorder,  then,  can  be  found  only  by  examination  of  a  pre-exist¬ 
ing  analytical  criterion.  In  the  area  of  structural  fatigue 
analysis  and  teat,  no  completely  satisfactory  criterion  presently 
exists. 

For  certain  limited  classes  of  structures,  simple  criteria 
have  been  postulated  and,  to  some  extent,  proved  (see  summary 
in  Ref.  1).  One  such  class  Includes  structures  in  which  the 
motion  is  particularly  simple,  having  one  predominant  mode  (in 
apace  and  frequency),  and  being  not  too  greatly  nonlinear.  For 
structures  of  this  class,  the  criterion  could  be  expressed 
equally  well  in  terms  of  the  value  of  any  one  of  a  great  variety 
of  variables:  strains,  accelerations,  displacements,  sound  pres¬ 
sures,  etc.  However,  the  more  complicated  the  motion  of  the 
structure,  the  less  firm  is  the  formulation  of  criteria. 

In  many  physical  situations  there  are  structures  for  which  no 
good  criteria  exist,  but  to  which  a  good  engineer  can  profit¬ 
ably  apply  his  intuition.  These  cases  are  most  numerous,  and 
it  is  therefore  very  Important  that  the  response  recorder  yield 
data  which  the  experienced  engineer  can  Interpret  using  his 
intuition  and  his  previous  experience.  Indeed,  until  much  more 
sonic  fatigue  research  has  been  completed,  the  use  of  data  from 
a  response  recorder  will  probably  depend  upon  this  intuitive 
sort  of  interpretation,  Hie  possibility  of  such  use  of  the  data 
is  a  strong  argument  in  favor  of  a  response  recorder. 

The  requirements  discussed  below  have  been  determined  with 
these  considerations  in  mind.  They  ere  designed  to  yield  infor¬ 
mation  valuable  to  the  experienced  engineer,  for  fatigue  anedysls, 
design,  juid  testing.  The  information  gathered  on  any  one  struc¬ 
tural  element  should  be  sufficient  to  allow  an  experienced 
engineer  either  (l)  to  make  a  reasonable  assessment  of  the 
possibilities  of  fatigue  damage,  or  (2)  to  conclude  that  the 
loading  of  this  structural  element  represents  a  special  case, 
for  whose  understanding  more  detailed  research  measurements  are 
required. 
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A.  THE  INPUT  VARIABLE 

When  the  response  of  a  structure  is  predominantly  motion 
In  a  single  mode  with  a  determined  spatial  pattern  and  a  narrow- 
hand  spectrum,  either  measurements  of  strain  or  of  acceleration 
are  potentially  useful  for  fatigue  analysis  and  test  purposes. 

In  such  situations,  measuring  acceleration  has  the  advantage  of 
simplifying  some  Instrumentation  problems. 

Choice  of  a  position  for  an  acceleration  transducer  would 
be  based  on  somewhat  different  considerations  thcui  a  position 
for  a  strain  transducer.  The  basic  problem,  brought  about  by  a 
non-uniform  distribution  of  the  variable  over  the  surface  of  the 
structure,  does  not  appear  to  be  any  more  difficult  with  one  or 
the  other  transducer.  However,  It  Is  significant  that  the  prob¬ 
lems  of  placing  and  orienting  a  strain  transducer  have  been 
Investigated  and  a  basis  of  experience  and  Judgment  exists.  This 
experience  would  have  to  be  acquired  anew  with  acceleration 
transducers , 

When  we  consider  structures  whose  motion  Is  not  as  simple 
as  in  the  one-mode  case,  a  very  strong  argianent  can  be  made  for 
using  a  strsdn  transducer.  In  such  structures  there  Is  no  simple 
one-to-one  relation  between  acceleration  measured  at  one  point 
and  strain  measured  at  another.  Here,  the  whole  body  of  engineer¬ 
ing  experience  and  Intuition  Is  based  on  strain  measurements. 
Therefore  use  of  an  acceleration  transducer  In  the  response, 
recorder  would  make  application  of  this  knowledge  and  intuition 
more  difficult.  Further,  Interpretation  of  the  measured  data 
would  be  made  much  more  difficult  and  the  utility  of  the  recorder 
correspondingly  severely  limited. 

Acquisition  of  acceleration  data  and  Its  comparison  with 
strain  and  fatigue  life  data  might  be  considered  a  useful  research 
project;  however  a  data-gatherlng  recorder  must.  It  appears,  use 
rms  strain  as  the  input  variable. 

B.  FREQUENCY-TIME  ANALYSIS 

The  recorder  should  gather  long-time  statistics  on  the  rms 
strain  in  each  of  several  frequency  bands.  Suitable  bands  are 

(l)  and  (2);  moderately  narrow-bands  (about  third-  or 
half-octave),  which  can  be  positioned  at 
will  in  the  range  50  to  750  cps; 

(3);  an  overall  band,  covering  the  range  50  to 
750  cps  or  higher. 
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If  the  signal  is  dominated  by  one  or  a  separated  pair  of 
narrow-band  modes,  the  rms  strain  in  these  modes  must  be  measured; 
standard  engineering  criteria  are  available  for  assessing  the 
resulting  data  (see  Refs.  2,3»^>5).  If  there  are  two  dominant 
modes,  but  they  are  closer  than  one-third  of  an  octave,  the  sig¬ 
nificance  of  separate  data  is  so  doubtful  that  there  seems  little 
reason  to  acquire  it,  and  a  single  filter  should  be  used  to 
measure  the  rms  strain  of  both  modes  together. 

If  there  are  more  than  two  dominant  modes,  no  procedures 
are  available  for  assessing  the  sepEU?ate  data,  and  the  overall 
level  should  be  measured.*  The  overall  level  should  be  processed 
in  any  case  for  several  reasons:  (a)  as  a  check  on  the  other 
readings;  (b)  as  a  possible  indicator  of  unexpected  developments; 
(c)  as  general  information. 

The  available  reports  indicate  that  the  frequency  range 
from  50  to  750  cps  is  quite  adequate  for  present  structures, 

(Refs.  2-5).  Figure  1  shows  another  way  of  evaluating  the 
coverage  of  this  frequency  range;  the  panel  thickness- span 
relations  which  will  lead  to  resonant  frequencies  in  this  fre¬ 
quency  range  are  plotted.  (We  assume  resonance  in  a  fundamental 
mode  of  a  simple  uniform  plate  in  bending. )  The  coverage  appears 
adequate  in  view  of  current  procedures  for  design  of  the  skin  of 
an  aircraft. 

C.  LOW-FREQUENCY  DATA 

In  this  section  we  consider  the  Importance  of  data  on  low- 
frequency  or  static  loads  which  may  be  superimposed  on  the 
sound- induced  vibration. 

Essentially  static  loads  may  arise  from  gravitational 
forces,  when  the  aircraft  is  moving  very  slowly,  and  from 
air  pressure  when  the  aircrsdTt  is  in  flight.  However, 


*  Note  that  a  recent  study  of  24  strain  records  showed  that, 
even  in  multimode  cases,  the  range  of  strain  from  peaik  to 
adjacent  trough  was  very  neeu*ly  distributed  on  a  Rayleigh 
curve  with  an  rms  within  a  few  percent  of  the  overall  rms. 
If  this  method  of  suialysls  is  proved  in  the  future  to  have 
predictive  value,  then  this  overall  reading  will  be  most 
important,  [See  Ref,  2.] 
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the  flight  load  occurs  only  when  the  sonic  load  has  been  greatly 
dimlnlahed  by  the  reduced  value  of  relative  velocity  of  Jet  and 
ambient  air  (see  Pig.  3  of  Vol.  I  of  this  report).  Therefore, 
data  about  flight  loads  do  not  appear  to  be  Important  for  a 
sonic  response  recorder.  Instrumentation  to  determine  static 
loads  of  gravitational  origin  (for  example,  the  drooping  of 
wings)  would  be  extremely  difficult;  the  gravitational  load 
would  have  to  be  removed  (e.g.,  the  wing  Jacked  up)  while  the 
gages  were  being  applied.  The  problems  Involved  would  criti¬ 
cally  and  adversely  affect  the  utility  of  the  response  recorder. 

A  preferable  procedure  would  use  calculations  from  aircraft 
design  data  to  determine  such  static  loads. 

Low-frequency  loading  of  structures  occurs  from  irregu¬ 
larity  of  rtinways  used  in  taxiing  and  takeoff  and  from  flight 
through  turbulence.  Again,  most  of  these  loads  do  not  occur 
at  the  same  time  as  do  the  Important  sonic  loads,  that  is, 
during  maximum  power  operation  with  small  forward  speed.  If 
a  recorder  were  to  gather  data  on  such  low-frequency  loads, 
the  recordings  would  have  to  distinguish  between  cases  when  sonic 
and  low-frequency  loads  were  simultaneous  and  eases  when  they 
were  not.  In  other  words,  the  data  on  rms  low-frequency  loads 
and  data  on  rms  high-frequency  loads  would  have  to  be  correlated. 
Such  correlation  would  require  a  much  more  complicated  recorder 
and  analysis  system. 

However,  even  if  correlated  data  of  this  sort  were  avail¬ 
able,  there  is  no  accepted  criterion  by  which  it  could  be 
evaluated.  Although  use  of  a  modified  Goodman  Diagram  has 
been  proposed  for  the  assessment  of  combined  high  and  low- 
frequency  random  loads  (Ref,  6),  such  a  procedure  has  not  been 
tried  experimentally  and  so  is  still  speculative, 

D.  RANGE  OP  RMS  STRAIN  LEVELS 

The  available  information  about  surveys  of  flight  vehicles 
performed  by  the  alrcraift  manufacturing  companies  gives  only  a 
rough  idea  of  the  rms  strains  that  would  be  presented  to  the 
transducer.  One  paper  gives  results  for  investigations,  stimu¬ 
lated  by  existing  fatigue  problems,  on  the  RB-66  aircraft 
(Ref.  5).  Reported  values  of  rms  strain  levels  range  from  about 
35  db  to  ^5  db  re  10“”,*  Most  other  published  Information  does 
not  give  absolute  strain  levels. 


If  the  strain  is  ®(ln./in.),  then  the  strain  level  in  - 
decibels  (db)  re  10“”  (l  mlorostreiln)  is  20  log^Q(^/10“”) . 
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It  Is  possible  to  estimate  rms  strains  from  calculated 
random  fatigue  curves  and  estimated  strain  concentration 
factors.  This  procedure  determines  an  upper  limit  to  the 
expected  rms  levels.  For  example,  the  rms  strains  at  the 
point  of  fatigue  for  fatigue  lives  of  10°  cycles  ( a'^ort 
life)  and  of  Io9  cycles  (a  long  life)  have  been  calculated 
by  various  authors  as  shovm  In  Table  I. 


TABLE  I 

RMS  STRAIN  LEVELS  FOR  FATIGUE  OF  RESONANT  STRUCTURE 
IN  RANDOM  RESPONSE 


Material 

Reference 

RMS  Strain  Level  (db  re  10"^) 

8  A 

at  10  cycles:  at  10^  cycles: 

2024  Al,  bare 
2024  Al,  clad 
2024  Al,  clad 
7075-T6  Al 

Ref.  1,  Pig.  8 
Ref.  1,  Pig.  21 
Ref.  3,  Pig.  15 
Ref.  5f  Pig.  1 

63 

59 

60  53 

60  52 

The  rms  strain  level  at  the  strain  gage  will  be  lower  than 
the  value  at  the  point  of  fatigue  by  the  amount  of  the  fatigue 
concentration  factor.  The  concentration  factor  depends  Inti¬ 
mately  upon  the  peuiel  design.  Some  typical  experimental  values 
for  2024  alumlnvun  are: 

for  a  hole,  subject  to  bending, 

(Ref.  1,  p.  36):  3  to  4  db; 

for  a  rivet  line,  subject  to  bending, 

(Ref.  7,  p.  96);  3  to  5  db; 

for  a  hole  In  a  bead  of  a  beaded  panel, 

excited  by  noise, 

(Ref.  1,  p.  66):  8  db. 


7 


ASD-TDR-62-165 
Volume  II 

Thus,  for  typical  long-lived  structures  (109  cycles), 
measured  rms  strain  levels  might  be  expected  to  range  from 
about  44  to  50  db. 

The  maximum  range  of  rms  strain  levels  to  which  a  response 
recorder  must  respond  depends  intimately  upon  the  operational 
characteristics  of  the  aircraft  upon  which  it  is  mounted.  In 
the  course  of  many  flights,  an  aircraft  is  operated  at  many 
power  settings,  and  the  duration  of  any  one  power  setting  varies 
greatly.  In  addition  the  ambient  air  temperature  varies  from 
flight  to  flight,  so  that  sound  levels  and  strain  levels  vary 
at  any  one  power  setting. 

Because  of  the  combination  of  these  two  effects,  the 
response  strain  at  a  particular  point  on  a  particular  air¬ 
craft  will  have  a  broad  distribution  of  rms  values.  The 
relative  importance  of  different  rms  strain  values  can  be 
evaluated  by  (l)  estimating  the  distribution  curve  for  rms 
strain,  and  (2)  computing  a  fatigue-damage  distribution  curve, 
based  on  some  reasonable  fatigue  theory.  Such  a  procedure  has 
been  carried  out  using  actual  operational  data  for  a  variety 
of  alrcreift.  We  summarize  the  results  here. 

One  starts  with  operational  data  on  power  settings, 
ambient  temperature,  and  acceleration  during  takeoff.  Prom 
these  the  relative  durations  of  various  sound  pressure  levels 
are  predicted;  this  phase  of  the  analysis  was  Illustrated  In 
Volume  I  of  this  report,  using  data  for  RB-47  aircraft.' 

(Details  of  calculations  for  the  change  in  sound  pressure 
level  with  temperature  are  reported  in  Appendix  B,  hereto, 
with  sample  calculations  for  J-57  Jet  engines.)  Under  the 
assumption  that  the  response  is  linear,  these  data  form  a 
probability  distribution  curve  for  relative  response  level. 

The  response  distribution  curve  is  then  combined  with  a 
fatigue  curve,  in  a  manner  described  In  Appendix  A,  to  yield 
a  cumulative  distribution  curve  for  fatigue  damage.  Three 
such  cumulative  distributions  are  shown  in  Pig.  2.  The  ordi¬ 
nate  in  these  graphs  is  the  percentage  of  total  damage  that 
is  attributable  to  response  levels  at  or  below  the  abscissa 
value.  The  top  curve  (Distribution  I)  pertains  to  the  measured 
data  for  RB-47  aircraft.  The  zero  level  of  relative  response 
is  the  response  to  military  rated  power  on  a  standard  day 
(59  deg  P).  The  other  two  curves  in  Pig.  2  (Distributions  II 
and  III)  have  been  modified  to  simulate  engines  which  have 
thrust  augmentation  devices. 
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It  was  ass\mied  that  thrust  augmentation  results  in  a 
response  level  4  db  above  that  for  military  power.  In  these 
two  cases,  zero  db  Is  the  response  level  to  military  power 
with  thrust  augmentation  on  a  standard  day,  (Details  of  cal¬ 
culation  are  reported  In  Appendix  A.) 

Similar  cumulative  distributions  of  fatigue  damage  have 
been  calculated  from  operational  data  for  B-52  and  KC-135  air¬ 
craft  (Appendix  D).  These  are  shown  in  Pig,  3.  In  both  graphs, 
the  reference  value  for  response  (zero  db  point)  is  response  on 
a  standard  day  to  military  rated  power  without  thrust  augmentation. 

It  is  apparent  from  these  graphs  that  significant  contri¬ 
butions  to  fatigue  damage  are  contained  in  a  very  restricted 
range  of  response  level.  The  ranges  which  contain  80  percent 
of  all  fatigue  damage  (from  the  10  percent  level  to  the  90  per¬ 
cent  level)  are  listed  in  the  following  table.  In  considering 
the  data,  it  must  be  remembered  that  a  measurement  or  calibra¬ 
tion  error  of  0.3  db  also  results  in  20  percent  errors  in 
assessing  fatigue  damage. 


TABLE  II 

RANGE  OF 

RESPONSE  I£VELS  PRINCIPALLY 

RESPONSIBLE  FOR  FATIGUE  DAMAGE 

• 

Response  Distribution 

Response  Range  Containing  80^ 
of  Fatigue  Damage 

Distribution  I(RB-47) 

3  db 

Distribution  II 

4.5 

Distribution  III 

6 

B-52 

4 

KC-135 

4.5 
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It  appears  from  these  analyses  of  operations  typical  of 
military  aircraft  that  a  response  range  of  6  db  Is  quite  ade¬ 
quate  for  the  purposes  of  the  response  recorder.  However,  wider 
ranges  may  make  the  recorder  easier  to  use  and  may  protect 
against  Individual  cases  in  which  wider  distributions  occur. 

E.  PEAK  STRAINS 

Infomatlon  concerning  the  largest  probable  instantaneous 
strain  is  desirable  in  order  to  determine  that  the  strain  gage 
is  rugged  enough.  However  in  random  response,  no  absolute  maxl- 
miAm  can  be  set  on  the  expected  values  of  strain.  Instead,  we 
must  speak  of  the  probability  of  a  selected  value  being  exceeded 
in  a  given  length  of  time. 

Consider  a  one-mode,  linear,  resonant  structure  which  is 
excited  by  a  random  force.  The  average  number  of  times  per  cycle 
of  response  that  the  strain  can  be  expected  to  exceed  a  value  e 
Is  called  the  probability  of  exceedances.*  Its  value  Is  given 
by  the  formula 

p(e)  =  exp  [-€  /2a  ]  exceedances  per  cycle,  (2-1) 
where  o  is  the  rms  stredn. 

Equation  (2-1)  Is  based  on  the  assumption  of  a  stationary 
process.  If  Instead,  the  structure  is-exposed  for  different 
lengths  of  time  to  a  sequence  of  quasi-steady  states  having 
different  ms  values,  we  must  combine  the  probabilities  evaluated 
for  each  rms  level,  weighting  each  probability  according  to  the 
duration  of  its  rms  level.  Analytically  we  state,  for  the 
ensemble  of  different  rms  levels  a  ,  the  total  probability  of 
exceedances  of  strain  ^  Is  “ 


P^g^(e)  =  ^  P(®;«^n)  exceedances  per  cycle,  (2-2) 

n 

where  p(®;a_)  is  given  by  Eq,  (2-1),  and  Wn('?n)  is  the  propor¬ 
tion  of  the^total  time  that  the  rms  level  a^^  exists.  For 
example,  w(afj)  may  be  expressed  as  "hours  per  flight  hour." 

The  number  of  exceedances  per  unit  time  is 

n(®)  =  ^r^tot^^^  exceedances  per  flight  hour,  (2-3) 


Reference  1,  Section  II-A;  especially,  footnote  on  p.  6. 
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where  fp,  the  resonance  frequency,  must  be  in  cycles  per  hour 
In  order  to  keep  the  imits  stralfd^t. 

In  view  of  the  form  of  p(6)  given  In  Eq.  (2-1),  Eq,  (2-2) 
can  be  rewritten  In  a  more  convenient  form 


Ptot^") 


WoP(«;<yo) 


(2-4) 


where  is  any  one  particular  rms  value,  say  the  largest  one. 

Values  for  the  ratios  w^/Wq  and  Oo/^n  P®  evaluated 
from  the  data  given  In  Pig,  5  or  Volume  I  of  this  report, 

(It  Is  assumed  that  response  Is  proportional  to  sound  pressure 
level,)  !Ihese  data  pertain  to  RB-47E  edLrcraft  with  J-47 
engines  (no  afterburner)  and  Include  all  ground  operations. 

Figure  4  is  plotted  fran  Eq,  (2-4)  using  the  weighting 
factors  obtained  from  Pig,  5  of  Volume  I,  In  Pig,  4  the 
"return  period"  [the  reciprocal  of  Ptot(^)  (2-4)]  is 

plotted  against  20  log  ^/Gq  where  Gq  is  the  largest  rms  level 
observed.  The  return  period  is  essentially  the  average  number 
of  cycles  between  exceedances  of  the  magnitude  c.  Prom  the 
data  of  Fig,  5  of  Volume  I  of  this  report,  the  maximum  rms 
strain  level  Oq  corresponds  to  a  sound  pressure  level  of  140  db, 
Ihe  vaLlue  of  ratio,  for  example.  Is  fovuid  to  be  1,075 

hours/lOOO  fllgnt  hours  vs,  0,025  hours/1000  flight  hours,  or 
a  ratio  of  43.  This  type  of  data  is  used  in  Eq,  (2-4)  to  obtain 
Fig*  4,  [It  must  be  remembered  that  the  largest  soxmd  pressure 
level  (l4o  db)  In  the  RB-47  alrcreift  data  was  3  db  higher  than 
that  observed  at  the  "standai?d-day"  temperature,  59°P>  (see 
Volume  I),] 

To  Illustrate  the  use  of  Fig,  4,  consider  a  structure 
that  resonates  at  150  cps,  A  flight  hour  would  correspond 
to  0,34  X  10°  strsdn  cycles,  nien  a  stredn  peedc  exceeding 
the  highest  obseirved  rms  level  by  9,5  db  or  more  would  be 
expected,  on  the  average  once  per  flight  hour, 

A  chart  of  the  same  type  is  given  In  Fig,  5*  ^Is  Is 
a  plot,  from  Eq,  (2-l)  of  the  "return  period^  [l/p(®)]  against 
20  log  (V®)  ^  single  rms  level.  Figure  5  is  a  special 

case  of  Pig,  4,  in  two  particulars ,  First  It  pertains  to 
operation  at  only  a  single  level;  for  this  reason,  the  shape 
of  the  curve  Is  different,  especially  at  lower  levels. 
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Secondly,  the  abscissa  In  Pig,  5  is  based  on  operating  time  at 
the  given  rms  level,  while  the  abscissa  in  Pig.  4  is  based  on 
total  flight  time,  including  climb,  cruise,  etc. 

Plgure  5  would  be  applicable  to  a  case,  such  as  afterburner 
operation,  where  the  higliest  sound  pressure  level  is  so  large 
that  its  contributions  to  the  highest  peaks  dominates  any  other. 
Plgure  5  indicates,  for  example,  that  a  strain  peak  exceeding 
the  rms  level  by  14  db  or  more  is  expected  once  per  hour  of 
operating  time  ^  that  rms  level,  if  the  resonance  frequency  is 
150  cps. 

The  preceding  analysis  is  based  on  the  assumption  of  a 
Rayleigh  distribution  of  peak  values.  The  assumption  probably 
leads  to  conservative  predictions  in  the  case  of  a  nonlinear 
structure.  Experimental  data  indicates  that  the  assumption  is 
quite  good,  (Refs.  1,  3). 

The  additional  data  required  to  convert  the  information  in 
Pig.  4  and  5  into  calendar  time  is  the  average  operating  time 
accxmiulated  in  the  three-month  period.  The  results  in  Volume  I 
indicated  an  expected  average  of  80  hours  operation  in  a  three- 
month  period  for  the  RB-47E.  Por  a  150  cps  resonant  panel,  the 
peak  strain  level  that  would  be  expected  to  occur,  on  the  average, 
once  in  this  period,  is  11.5  db  above  rms  (see  Pig.  4),  Por  a 
year's  operation,  this  value  is  Increased  by  0.5  db. 

Por  an  aircraft  operating  with  afterburner.  Pig.  4  is  appli¬ 
cable,  as  discussed  above.  Some  rough  estimations  of  the  effects 
of  afterburner  operation  can  be  made  by  working  backwards  from 
possible  fatigue  life.  If  an  aircraft  withstands  only  5  hours 
of  afterburner  operation  before  fatigue  damage  occurs  on  a  panel 
with  a  resonant  mode  of  I50  cps,  the  fatigue  life  is  about 

2.5  X  10°  cycles.  By  extrapolation  from  Pig,  21  of  Ref.  1  for 
Alclad  2024,  as  rms  strain  level  of  about  58  db  is  indicated. 

With  a  strain  concentration  of  3  db,  the  strain  gage  would  be 
exposed  to  rms  streiln  levels  of  about  55  db  re  10“°. 

If,  in  a  three-month  period,  the  afterburner  is  used  for  a 
total  of  0.5  hours,  the  number  of  stress  cycles  is  about 

2.5  X  105,  The  peak  strain  level  with  a  return  period  of 

2.5  X  105  cycles  is  approximately  l4  db  above  the  rms  value 
(Plg»  3)»  (For  a  year's  operation,  2.0  hours  with  afterburner, 
this  Increases  to  l4,5  db, ;  Thus,  there  is  a  high  probability 
that  single  peak  levels  as  high  as  69  db  re  10-6  will  be  encoian- 
tered  by  the  gage.  There  would  be  one  chance  in  ten  that  a  peak 
level  of  70  db  re  10“^  would  occur  in  a  year. 
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SECTION  III 

STRAIN  TRANSDUCERS  FOR  THE  RESPONSE  RECORDER 


The  task  to  be  accomplished  by  the  response  recorder  has 
been  discussed  In  the  previous  section.  Here  we  shall  discuss 
some  problems  relating  to  the  conversion  of  the  Instantaneous 
strain  Into  an  electrical  signal. 

These  problems  are:  *  sensitivity  of  the  strain  gage  to 
temperature  variations,  frequency  dependence  of  the  gage 
response,  and  self-generation  of  signals.  These  problems 
affect  static  and  dynamic  measurements  differently.  Since,  in 
the  response  recorder,  we  are  Interested  only  in  dynamic  measure¬ 
ments,  we  will  evaluate  these  problems  for  dynamic  measurements 
only. 


Section  A  considers  the  effect  of  temperature  on  dynamic  gage 
measurements.  This  problem  is  Indeed  critical  to  static  measure¬ 
ments.  It  Is  also  quite  Important  to  dyr.amlc  measurements  as  will 
be  shown. 

Section  B  considers  the  effect  of  Vibration  wavelengths  on 
the  gage  response.  Strain  gages  yield  an  output  which  is  a 
spatial  average  of  the  strain  existing  along  the  gage  length. 

At  wavelengths  large  compared  with  the  length  of  the  gage  the 
strain  Is  uniform.  As  the  wavelength  becomes  smaller,  one  must 
consider  what  spatial  averaging  the  gage  will  introduce,  or  else 
use  a  shorter  gage. 

Section  C  discusses  the  Importeuice  of  magnetostrictive 
signals  generated  by  the  gage  even  In  the  absence  of  supply 
voltage. 

Finally,  the  Important  problem  of  gage  failure  either  by 
a  single  peak  or  cumulative  fatigue  is  discussed  in  Section  D 
(and  also  In  Appendix  C).  Conclusions  appear  In  Section  E. 

A.  EFFECTS  OP  TEMPERATURE  VARIATIONS  ON  GAGE  MEASUREMENTS 

Temperature  variations  will  affect  dynamic  strain  gage 
measurements  by:  l)  changing  the  gage  factor,  2)  affecting  the 
bonding  cement,  or  3)  causing  apparent  strains  due  to  the  differ¬ 
ence  In  thermal  expansion  between  the  gage  and  the  test  surface. 
These  effects  are  considered  separately  In  the  following  para¬ 
graphs  . 
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The  gage  factor  is  the  sensitivity  of  the  gage  and  is 
defined  as: 

GP  =  (3-1) 

where  AR/R  Is  the  unit  change  in  resistance  of  the  gage  and  € 

Is  the  strain  (Ai/i),  Typical  gage  factors  at  room  temperature 
for  various  materials  are:  Constantan,  2.1;  Nichrome  V,  2.2; 
Karma,  2.4;  Silicon,  120;  and  Iso-Elastic.  3*5.  Typical  plots 
of  gage  factor  vs.  temperature  (Ref.  8,  9)  for  some  materials 
are  shown  in  Pig.  6.  Iso-Elastic  is  not  plotted,  but  its  tempera¬ 
ture  performance  is  known  to  be  worse  than  that  of  Constantan. 

Tests  of  several  cements  (Ref.  11)  Indicate  that  they  con¬ 
tribute  to  a  general  decrease  of  effective  gage  sensitivity  by 
2  or  3^  above  300op.  Strain  gage  suppliers  list  over  twenty 
cements  to  cover  temperature  ranges  between  -3500P  to  +I50OOP. 

The  selection  of  the  correct  cement  is  part  of  the  strain  gage 
art.  Two  cements  were  used  for  our  laboratory  experiments: 

Eastman  910  and  EPY-400.  The  Eastman  910  is  convenient  to  use 
in  that  it  can  be  applied  in  a  matter  of  minutes  after  the  gage 
and  surface  have  been  adequately  prepared.  The  effective  gage 
sensitivity  using  Eastman  910  is  within  about  25S  at  2000P. 

EPy-400  is  an  epoxy  cement  which  requires  several  hours  at 
elevated  temperatures  to  cure.  The  effective  gage  sensitivity 
using  EPy-400  is  within  about  2%  at  350°P. 

Equation  (4-2)  of  Section  IV  indicates  a  minor  sensitivity 
variation  of  the  input  circuit  with  "static"  changes  of  the  gage 
resistance.  This  effect  is  shown  graphically  in  Pig.  11.  The 
reslstainoe  changes  with  temperature  can  be  indicated  by  the 
thermal  coefficient  of  resistance  for  the  gage  material,  or  by 
a  difference  in  thermal  expauislon  between  the  gage  and  the 
material  on  which  it  is  mounted,  causing  a  strain  between  the 
gage  and  the  mounting  material. 

Pigure  11  shows  that  a  3%  resistance  change  will  vary  the 
AC  sensitivity  about  0.2^.  The  thermal  coefficient  of  resistance 
for  Constantan  is  of  the  order  of  2  parts  per  million  per  degree 
Centigrade.  A  100°C  temperature  change  would  yield  only  a  0.02^ 
resistance  change  which  is  completely  negligible  for  dynamic 
measurements. 

Another  source  of  "static"  resistance  variation  is  the 
differences  in  thermal  expansion  between  the  gage  and  the 
material  on  which  it  is  mounted.  The  maximum  difference  of 
thermal  expeinslon  between  Constantan  and  aluminum  or  stainless 
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steel  is  less  than  10  parts  per  million  per  degree  Centigrade. 

A  100°C  temperature  variation  would  give  60  db  re  1  p.strain  of 
static  strain  between  the  gage  and  the  specimen.  This  corre¬ 
sponds  to  a  very  small  static  resistance  change  and  would  have 
a  negligible  effect  on  the  AC  sensitivity. 

The  addition  of  a  large  DC  strain  could  contribute  to  the 
failure  of  the  gage,  either  through  a  single  strain  peak  or  by 
alteration  of  the  fatigue  properties.  This  is  a  strain  that 
would  not  be  present  in  the  material  under  study.  To  our 
knowledge  no  data  is  available  which  aids  In  evaluating  the 
Influence  of  this  DC  strain  on  gage  fatigue. 

Constantan  gages  are  available  with  different  thetmial 
coefficients  of  expansion  designed  to  approximate  those  of 
typical  metals.  These  are  designed  to  keep  the  apparent  strain 
within  *52  db  re  1  M'Straln  over  temperatures  from  -20°?  to  +4000P. 

For  the  majority  of  applications,  Constantan  has  the  advan¬ 
tage  of  a  gage  factor  that  Is  more  stable  with  temperature; 
further.  It  Is  commercially  available  with  several  coefficients 
of  thermal  expansion.  Consteuitsm  is  limited  to  temperatures 
below  500°P,  but  In  this  lower  range  It  Is  more  stable  than  the 
other  materials.  Although  silicon  has  a  much  higher  gage  factor. 
Its  limited  temperature  range  and  larger  temperature  variations 
make  It  less  desirable  for  the  response  recorder  where  the  strains 
to  be  measured  are  large, 

B.  FREQUENCY  DEPENDENCE  OP  GAGE  RESPONSE 

High  frequency  measurements  with  strain  gages  are  limited 
by  the  ratio  of  the  wavelength  ^  In  the  specimen  to  the  length 
i  of  the  gage.  As  the  wavelength  ^  becomes  comparable  to  the 
gage  length,  the  strain  under  the  gage  Is  not  uniform;  the  gage 
then  measures  some  spatial  average  of  the  strain  In  the  area  of 
Its  location. 

Consider  a  plane  wave  propagating  In  a  specimen  along  the 
major  axis*  of  the  strain  gage  of  length  I,  creating  a  local 
strain  along  the  gage  equal  to: 


Ideally  the  gage  Is  sensitive  only  along  one  aucls.  Results 
for  waves  propagating  from  other  directions  would  be  modi¬ 
fied  by  the  appropriate  trigonometric  function,  smd,  the 
apparent  wavelength  would  be  longer.  Thus  the  case  analyzed 
here  is  the  worst  and  the  most  Important. 
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€  ■  A  cos  lac  ,  (3-2) 

vihere  k  ■  2ir/X  and  x  is  the  distance  along  the  gage.  The  local 
strain  mid-point  Xq  Is 

■  A  cos  loc^  , 
o  o 

nie  gage  Indicates  the  mean  strain  ^  along  its  total 
ler.gth  it 


6 


1 

T 


/ 

J  X- 


Xo+i/2 


«  dx 


(3-3) 


The  measured  strain  ^  compared  to  the  desired  6^  can 
then  be  evaluated  as 


e 


(3-4) 


Ihus  the  strains  averaged  spatially  by  the  gage  yield  the 
(sin  x)/x  z^latlonship^  the  magnitude  of  which  is  plotted  in 
Pig.  7.  For  the  spatial  averaging  to  yield  less  than  devla- 
tlonj  i/K  must  be  less  than  0.09;  for  less  than  5^  deviatlpn, 
i/h  must  be  less  than  0.18. 

The  above  relationship  is  applicable  for  either  longitudinal 
or  bending  waves  in  the  specimen.  It  relates  a  sinusoidal  local 
strain  to  the  averaging  over  the  length  i  for  given  wavelength 
In  order  to  convert  ttie  ved.ues  of  A  to  frequencies,  the  dif¬ 
ferent  wave  velocities  in  the  specimen  for  longitudinal  and 
bending  waves  must  be  considered. 

The  longitudinal  wave  velocity  Cj^  is;  (Ref,  12) 


where  E  is  Young's  modulus  and  p  is  the  material  density.  TTie 
bending  wave  velocity  Cg  is:  (Ref,  12) 

Cg  s=  Vi.ShfCg  ,  (3-6) 
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for  a  rectangular  plate  of  thickness  h.  Since  X  ■  c/f,  the  two 
limiting  frequencies  for  a  5%  deviation  of  the  strain  measured 
can  be  determined;  i.e. 

.iSc, 


.06hc, 
f=  < - ^ 


where  I  is  the  length  of  the  gage.  Applying  this  situation  to 
an  aluminum  panel  (c^  ■  15# 000  ft/sec,  h  ■  l/l6  inch)  for  a  gage 
length  of  1/^  inch  we  obtain: 

fj^  <  65#  000  cps 
fg  <  2,700  cps* 

For  alumintmi  pauieling  1/32  inch  thick,  the  upper  frequencies 
of  interest  for  the  response  recorder  would  be  approached  at  5% 
deviation.  Materials  such  as  stainless  steel,  titanium,  and 
Inconel  X  yield  frequencies  for  fg  close  to  that  of  aluminum. 

If  necessary,  gages  shorter  than  1/2  inch  could  be  used  since  the 
frequency  fg  increases  as  the  square  of  the  gage  length. 

C.  SELP-QENERATINQ  EFFECTS 

Some  gages  exhibit  self-generating  effects,  that  is,  genera¬ 
tion  of  an  output  voltage  when  no  excitation  voltage  is  applied. 
Experimental  data  has  been  presented  by  Vlgness  (Ref.  13)  which 
demonstrates  that  l)  nickel  and  Iso-elastlc  gages  exhibit  self- 
generatlng  effects  eifter  current  has  been  passed  through  the  gage 
eind  2)  Constantan  gages  do  not  exhibit  self-generating  effects. 


For  strain  deviation,  the  corresponding  frequencies 
are  for  this  example: 


f 


L 


<  32,000  cps  and  fg 


<  650  cps 
15< 
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The  mechanism  for  self-generation  in  strain  gages  is  related 
to  the  change  of  the  magnetic  field  with  applied  stress  (i.e., 
magnetostriction).  An  alternating  stress  would  give  rise  to  a 
changing  magnetic  field  after  sufficient  current  has  been  passed 
through  the  gage  to  leave  sane  residual  magnetism.  This  chang¬ 
ing  magnetic  field  will  induce  a  voltage  into  the  closely  spaced 
loops  of  the  strain  gage  pattern. 

The  hysteresis  loop  of  many  materials  is  altered  with  applied 
stress.  Figure  8  Illustrates  this  change  for  nickel  (Ref.  14). 

At  H  =  0  (no  current  through  the  gage).  Pig.  8  indicates  that  an 
alternating  B  would  be  generated  for  an  alternating  stress  applied. 
At  other  levels  of  H,  this  effect  is  somewhat  reduced,  until  at 
near  saturation  it  becomes  negligible. 

In  generating  a  residual  magnetic  field  the  above  mechanism 
depends  on  the  magnetic  properties  of  the  gage  material.  Per¬ 
meability  is  not  the  critical  parameter,  but  hysteresis  loops  or 
values  of  remanence  have  not  been  found  for  most  of  the  materials; 
hence  permeability  is  given  as  an  indication  of  the  magnetic 
properties  of  the  material.  The  permeability  of  nickel  (at  low  H) 
is  about  500;  the  permeability  of  an  Ni-Pe-Cr  alloy  similar  to  iso¬ 
elastic  is  above  500.  T3ie  permeability  of  other  strain  gage 
materials  is  stated  by  their  manufacturer  (Ref.  15)  ass  Nichrome, 
1.45;  Nichrome  V,  1.001;  and  Karma,  1.007.  Since  Nichrome  V  and 
Karma  approach  being  non-raagnetic  (as  is  Constantan),  they  would 
not  be  expected  to  exhibit  strong  self-generating  effects. 

D.  QAQE  FAILURE 

A  single  instantaneous  peak  of  strain  of  the  order  of  85  db 
re  1  M-straln  might  break  a  strain  gage.  Instantaneous  peak 
strains  have  been  discussed  in  Section  II  where  it  was  concluded 
that  the  levels  of  strain  peaks  having  a  reasonable  probability 
of  occurring  in  the  period  of  a  year  are  about  70  db  re  1  p-strain. 

Several  sources  of  strain  peaks  were  not  considered  in  the 
earlier  discussion.  These  would  Include  strains  due  to;  mechani¬ 
cal  contact  during  aircraft  maintenance,  a  "hard  start"  of  the 
afterburner,  or  static  structural  loads  and  thermal  gradients. 

It  would  seem  reasonable  that  an  allowance  of  an  extra  4  to  6  db 
above  the  70  db  re  1  pstrain  would  be  a  more  than  adequate  margin 
to  accommodate  these  sources  of  strain.  Since  gages  cam  with¬ 
stand  single  peaks  of  about  85  db  re  1  ^strain,  it  appears  that 
single  peaiks  will  not  fracture  the  gages. 
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Strain  gage  failure  can  also  occur  after  many  cycles  through 
some  mechanism  of  cumulative  fatigue.  Existing  information  on 
strain  gage  fatigue  is  very  sparse.  One  strain  gage  manufacturer 
has  reported  data  (Ref.  16)  on  the  failure  of  two  samples  each  of 
several  types  of  gages  excited  by  constant  level  sinusoidal 
strains.  In  view  of  the  limited  data  available  and  the  importance 
of  this  problem  to  the  response  recorder,  tests  of  the  fatigue  of 
many  samples  of  one  gage  type  were  conducted  under  random  excita¬ 
tion.  These  experiments  are  reported  in  Appendix  C. 

The  results  of  the  gage  fatigue  experiments  csui  be  given  in 
the  form  of  a  strain-life  curve  for  the  gage  examined.  ,Thls  is 
shown  in  Pig.  9*  The  ms  strain  level  for  a  life  of  10°  is 
approximately  60  db  re  1  jistrain  ms,  and  about  50  db  at  10° 
cycles  (linear  extrapolation).  It  appears  from  a  comparison  of 
these  results  and  the  expected  strain  levels  estimated  in  Table  I 
that  failure  of  a  gage  of  the  type  tested  is  not  expected  prior 
to  failure  of  the  structure.  The  conclusion  is  based  on  the 
assumptions  that  the  gage:  is  not  at  a  stress  concentration,  has 
been  properly  mounted,  and  that  the  fatigue  life  is  not  radically 
altered  at  other  than  room  temperature  or  by  superimposed  static 
strain.  The  validity  of  the  last  assumption  is  not  known. 

E.  CONCLUSION 

The  dependence  of  gage  output  on  temperature  has  been  con¬ 
sidered.  Constantan  seems  favorable  for  the  response  recorder 
because  of  its  stability,  its  availability  with  several  different 
themal  coefficients  of  expansion,  and  its  non-magnetic  properties. 

Consideration  of  the  spatial  averaging  of  local  strains  by 
a  gage  0.5  inches  long  Indicates  that  this  length  should  be  ade¬ 
quate  for  the  frequencies  and  panels  for  which  the  response 
recorder  will  be  used. 

A  1/2  inch  Constantan  foil  gage  was  selected  and  used  in 
the  fatigue  experiments  with  random  excitation.  These  experi¬ 
ments  established  part  of  a  strain-life  curve  for  the  gage  at 
room  temperature  without  static  strain. 


19 


ASD-TDR-62-165 
Volume  II 


SECTION  rv 
CIRCUITRY 


The  response  recorder  Is  required  to  operate  on  the  incoming 
signal  in  much  the  same  manner  as  the  sonic  recorder  operates  on 
its  ovm  Incoming  signal.  There  are  however  some  significant  dif¬ 
ferences.  The  sonic  signal  is  broad  band  and  is  derived  from  a 
high  impedance  transducer;  the  response  (strain)  signal,  on  the 
other  hsmd,  la  narrow  band  with  a  significantly  lower  level  and 
la  derived  from  a  low  impedance  transducer.  The  different  cir¬ 
cuitry  necessitated  by  these  factors  is  the  subject  of  this 
chapter. 

A  block  diagram  of  the  response  recorder  is  given  in  Pig.  10. 
A  comparison  of  Fig.  10  of  this  report  with  Pig.  12  of  Volume  I 
shows  the  following  modifications:  an  "input  circuit"  is  added, 
the  aerodynamic  noise  discriminator  is  deleted,  three  data ‘filters 
are  used  rather  than  four,  and  a  seventh  window  is  added  to  the 
amplitude  distributor. 

The  input  circuit  described  in  Section  A  below  provides  the 
signal  conditioning  for  the  strain  gage  signal  and  additional 
amplification.  Possible  grounding  problems  suggest  the  need  for 
a  floating  circuit.  The  input  circuit  replaces  the  field*  effect 
transistor  circuit  of  the  sonic  recorder. 

In  the  sonic  recorder,  aerodynamic  noise  and  Jet  noise  sig¬ 
nals  must  be  separated,  since  each  Influences  panel  response 
very  differently.  This  separation  is  not  needed  in  the  response 
recorder  since  it  is  the  panel  response  that  is  being  monitored. 
Hence  the  discriminator  is  unnecessary  for  the  response  recorder. 

Relatively  narrow  band  filters  are  required  to  separate  the 
narrow  band  modes  of  the  panel  response,  whereas  octave  band 
filters  were  used  for  the  sonic  recorder.  Filters  for  two  such 
modes  auid  for  ein  "over-all"  are  discussed  in  Section  B.  The 
over-all  filter  (50-750  cps)  would  be  useful  for  cases  where  no 
strong  modal  pattern  exists  and  for  a  general  check  on  perfor¬ 
mance.  The  damping  factor  of  the  panel  c£ui  be  rather  small, 
resulting  in  very  narrow  beuid  signals.  Since  the  envelope  of 
very  narrow  bemd  signals  fluctuates  much  more  slowly  th«in  the 
envelope  of  broad  beind  signals,  the  detector  time  constant 
should  be  reconsidered,  as  discussed  in  Section  C. 
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Although  no  change  In  the  amplitude  distributor  is  dictated 
for  the  response  recorder,  some  further  refinements  have  been 
added  which  provide  more  flexibility  with  a  minimum  of  additional 
components.  These  are  discussed  in  Section  D. 

Our  goal  has  been  to  maintain  interchangeability  auid  com¬ 
patibility  between  the  sonic  recorder  and  the  response  recorder. 
The  design  has  been  accomplished  with  the  intent  of  allowing  a 
basic  recorder  to  be  converted  to  either  sonic  or  response 
functions  with  plug-in  vmits.  This  conversion  is  discussed  in 
Section  E. 

A.  INPUT  CIRCUIT 

The  input  circuit  of  Pig.  10  Includes  a  circuit  sensitive 
to  AC  changes  of  resistance,  a  temperature-compensated  voltage 
source,  and  an  amplifier.  Factors  influencing  the  design  of 
this  circuitry  are  discussed  in  this  section. 

1.  Strain  Page  Circuit 


A  four-arm  resistance  bridge  is  normally  used  to  obtain 
compensation  of  long  term  effects  in  static  strain  measurements. 
For  dynamic  measurements,  this  long  term  compensation  is  not 
required  unless  it  influences  the  sensitivity,  linearity,  etc., 
of  the  dynamic  measurement.  This  is  considered  below. 


a)  Strain  Sensitivity 


The  strain  sensitivity  (S-)  of  a  Wheatstone-bridge  circuit 
with  a  strain-gage  aind  three  fixed  resistors  is  (Ref.  17): 


Se 


’SJJl  ~ 


E(aP)R.R„ 

(Ra  + 


(4-1) 


where ; 

R_  =  strain  gage  resisteuice  and  fixed  resistor  value 
opposite  to  gage, 

R^  ■  fixed  pair  of  resistors  in  bridge, 

E  =  supply  voltage, 

E^  ■  output  voltage  across  the  bridge, 

di/i  -  €  -  strain, 

OF  *•  gas®  factor  as  given  in  Eq.  (3-1). 
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The  above  assvmies  that  the  output  voltage  is  monitored  by 
a  high  impedance  device.  For  the  special  case  of  Fq  »  the 
formula  reduces  to; 


('1-2) 


A  similar  relation  can  be  derived  for  a  single  resistor  R. 
in  series  with  the  gage,  where  Rq  Is  again  the  gage  resistance. 
The  resulting  equation  Is; 


E(GP)RqR^ 


(4-3) 


for  a  high  Impedeince  monitoring  device.  This  Is  Identical  to 
(4-1)  above;  hence  both  the  bridge  and  potentiometer  circuits 
have  the  same  strain  sensitivity  imder  the  conditions  analyzed, 

b)  Sensitivity  Variation 

Since  the  equations  for  the  two  systems  are  Identical,  the 
Influence  of  static  changes  of  Rq  and  R.  are  Identical,  The 
percentage  change  of  Sg  for  various  ratios  R^/Rq  is  shown  in 
Pig.  11.*  Note  that  changes  In  the  dynamic  sensitivity  can  be 
caused  by  static  resistance  changes.  If  the  ratio  of  Ra/Rg  is 
1.00  at  calibration,  and  it  slowly  fluctuates  between  .95  and 
1.05a  the  strain  sensitivity  will  vary  about  0.25^  from  calibra¬ 
tion,  To  minimize  this  variation.  It  Is  well  to  choose  R.  and 
Rq  nearly  equal  and  thus  operate  where  the  slope  is  near  zero. 
The  change  In  resistance  expected  from  Rq  was  considered  in  an 
earlier  section  and  was  found  to  have  a  negligible  effect  on 
sensitivity. 


*  Figure  11  also  shows  that  the  maximum  sensitivity  for 
a  given  supply  voltage  E  is  reached  when  R^^  =  Rq. 
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The  aeries  resistor  R.  can  have  a  very  low  temperature 
coefficient  of  resistance.  It  might  be  possible  to  effect  some 
compensation  of  the  gage  factor  variation  of  Constantan  with 
temperature  (see  Fig.  o),  by  using  a  temperature  sensitive 
resistor  for  R^.  The  gage  factor's  increase  with  increasing 
temperature  is  already  small,  and  this  added  compensation  is 
not  necessary.  However,  if  other  gage  materials  are  used  it 
might  be  desirable  to  employ  this  technique. 

In  summary,  the  relative  sensitivities  for  bridge  and 
potentiometer  circuits  have  been  reviewed.  The  Influence  of 
resistance  changes  expected  from  the  temperature  coefficients 
of  resistance  and  thermal  expansion  are  expected  to  have  a 
negligible  effect  on  strain  sensitivity.  There  appears  to  be 
no  advantage  in  using  the  bridge  circuit  for  the  dynamic  measure¬ 
ments  of  the  response  recorder.  Since  the  potentiometer  is 
simpler,  it  is  applied  to  the  response  recorder. 

2 .  Balcuiced  Circuit 


In  measuring  low  level  signals  a  balanced  circuit  is  desir¬ 
able;  with  such  a  circuit  the  effects  of  ground  loop  currents 
and  of  induced  signals  common  to  both  sides  of  the  circuit  can 
be  considerably  reduced.  Balanced  circuits  are  often  analyzed 
(Ref.  l8)  in  terms  of  common  mode  signals  and  difference  mode 
signals.  A  measure  of  how  well'  the  circuit  is  balanced' is  given 
by  its  common  mode  rejection;  this  is  defined  as  the  ratio  of 
the  circuit  transfer  function  where  equal  signals  are  applied 
to  the  two  sides  of  the  input  (common  mode)  to  the  circuit 
transfer  function  when  the  same  signal  is  applied  between  the 
two  sides  of  the  input  (difference  mode^. 

A  simplified  situation  is  shown  in  Fig.  12.  A  potential 
e;g  is  assumed  between  the  ground  of  the  input  amplifier  and  the 
specimen  to  which  the  transducer  with  resistance  Rq  Is  mounted. 
The  voltage  ej|  is  applied  commonly  to  both  ends  of  Ro  (the  input 
terminals)  through  the  resistemce  to  ground,  Ri.  Hie  equivalent 
circuit  shown  in  Fig.  12b  can  be  drawn  if  the  input  impedance 
of  the  amplifier  is  large  compared  to  Rq.  If  the  following 
values  are  assumed, 

Rq  =  120  ohms, 

Rj^  =  1,000,000  ohms, 

ej^  -  1  volt. 
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we  see  that  a  potential  difference  of  one  volt  between  grounds 
causes  a  current  of  1  jiamp  to  flow  through  Rq,  giving  a  ground 
loop  voltage  of  120  M-volts  at  the  input  to  the  amplifier. 

If  the  amplifier  input  were  floating  with  respect  to  ground, 
the  unbalanced,  current  could  be  reduced.  This  reduction  can  be 
accomplished  by  using  a  transformer  as  illustrated  in  Pig.  13a. 
The  AC  equivalent  circuit  using  a  high  Impedamce  amplifier  is 
shown  in  Pig.  13b,  from  which  the  response  to  ej.  is  found  to  be 
zero :  ”  > 


(4-3) 


This  Ideally  yields  Infinite  common  mode  rejection.  How¬ 
ever,  the  rejection  will  be  limited  by  the  matching  (l.e., 
balancing)  of  the  components  used  since  the  noise  currents  must 
split  equally  between  the  two  paths  for  ideal  cancellation. 

The  response  to  the  desired  strain  signal  can  be  found  by 
placing  a  signal  source  eg  in  series  with  Rq.  This  response 
might  be  considered  the  gain  of  the  circuit  before  the  input 
amplifiers  and  is: 


R.  +  fl/. 


1 


(4-4) 


where  R^  is  veiy  large  compared  to  Rg. 


The  response  to  an  unbalanced  noise  disturbemce  can  be 
examined  by  applying  ejj  to  only  one  side  of  Rq  (setting  one  of 
the  Rj^'s  to  infinity).  The  response  to  is  then  found  to  be: 


fa  3^0 


(4-5) 


This  is  approximately  the  same  attenuation  that  was  shown 
for  Pig.  12a.  Much  can  be  done  to  Insure  that  noise  disturbances 
eu?e  baleuiced  by  employing  twisted  pair  conductors.  The  resis¬ 
tance  between  the  gage  8uid  ground  is  a  distributed  Impedemce 
across  the  gage  (and  hence  balanced)  if  the  gage  is  properly 
mounted. 

The  discussion  can  be  extended  by  considering  also  a 
capacity,  C,  in  parallel  with  Rj^.  Above  the  break  frequency 
(2Trf  •»  1/Rj^C)  the  capacity  reduces  the  lmped£ince  in  series  with 
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ej^  by  6  db  per  octave,  decreasing  the  attenuation  by  6  db  per 
octave.  If  there  is  a  rather  large  capacity,  50  picofarads, 
in  parallel  with  a  low  value  of  Ri,  1  megohm,  the  break  fre¬ 
quency  is  about  3000  cps.  If  R,  were  actually  20  megohms 
Instead  of  1  megohm,  this  break  frequency  would  be  300  cps; 
but  an  R^  of  20  megohms  will  Increase  the  attenuation  of  ejj 
by  26  db,  making  its  contribution  negligible.  Therefore  the 
combination  of  50  picofarads  and  1  megohm  is  considered  a 
severe  case. 

In  summary,  ground  loop  problems  can  be  very  serious  for 
strain  gage  systems.  It  is  therefore  best  to  use  a  balanced 
circuit  to  reduce  the  effects  of  ground  loops.  There  are  rnsmy 
factors  which  are  difficult  to  consider.  For  example,  the  vol¬ 
tage  level  of  ejj  and  resistances  of  Rn  change  with  time  and 
conditions.  It  la  necessary  to  provide  all  the  attenuation  of 
unwanted  signals  possible  in  the  design  of  the  input  circuitry. 
Although  under  most  conditions  the  single-ended  circuit  might  be 
adequate,  we  are  using  a  balanced  input  to  provide  additional 
Insurance  against  ground-loop  problems. 

3.  Strain  Page  Voltage  Supply 

The  voltage  source  shown  as  the  battery  in  Pig.  13a  must 
be  very  stable.  The  strain  sensitivity  is  directly  proportional 
to  this  voltage  (see  Eq,  (4-1)),  It  would  be  convenient  if  the 
required  voltage  could  be  derived  from  the  regulated  supplies 
used  for  the  other  circuits. 

Zener  diodes  which  are  temperature  compensated  to  .01%  per 
degree  Centigrade  over  a  range  of  -55  to  +IOOOC  are  currently 
available.  The  total  variation  in  voltage  over  the  150*^  tempera¬ 
ture  range  la  1.5^.  It  is  necessary  to  maintain  the  current 
through  the  diode  at  about  7.5  ma.  The  diode  chosen  (1N821)  has 
a  Zener  potential  of  6.3  volts.  This  is  the  minimum  voltage 
available  for  temperature  compensated  units.  The  breadboard 
circuit  is  shown  in  Pig.  14,  The  final  values  for  the  resistors 
from  the  i28  volt  supplies  would  be  selected  to  supply  7.5  ma 
to  the  diodes  with  the  desired  value  of  R^  and  Rq. 

The  Constanteui  foil  strain  gage  can  be  sai’ely  used  at  50  ma 
for  dynamic  measurements.  It  is  then  possible  to  use  two  diodes 
in  series  as  shown  in  Pig,  14  for  a  12.6  volt  supply,  giving  a 
high  sensitivity.  If  other  strain  geiges  or  conditions  demand 
lower  currents,  the  supply  ceui  be  reduced  to  6.3  volts  (25  ma 
to  a  120  gage)  by  bypassing  one  of  the  diodes. 
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4.  Input  Amplifier 

Shown  In  Fig.  l4  is  an  amplifier  which  is  transformer  coupled 
to  the  strain  gage  circuit.  This  amplifier  employs  silicon 
transistors  of  the  same  type  used  in  the  sonic  recorder,  arranged 
in  a  circuit  with  DC  feedback  to  insure  good  stability.  This 
amplifier  is  intended  to  drive  the  attenuator  in  Pig.  A-1,  Volume  I, 
of  the  sonic  recorder,  in  place  of  the  input  cathode  follower 
circuit. 

Measurements  have  been  taken  with  the  circuit  as  shown  in 
Pig.  l4.  A  floating  oscillator  was  placed  between  input  ter¬ 
minals  A  euid  C  of  the  simulated  strain  gage.  The  maximum  gain 
from  terminals  A-C  at  200  cps  is  37  db;  the  minimum  gain,  24  db. 

The  gain  is  adjustable  with  the  potentiometer  in  the  feedback 
path  of  the  amplifier.  The  frequency  response  is  within  ±0.5  db 
from  l8  cps  to  10  KC  and  is  within  ±1  db  from  12  cps  to  l8  KC. 

The  msiximum  peak-to-peak  output  voltage  is  6  volts  at  minimum 
gain  and  9  volts  at  maximum  gain.  The  equivalent  input  noise 
floor  was  measured  to  be  -93  db  re  1  volt  rms  wideband  with 
maximum  gain. 

Measurements  have  been  made  of  the  common  mode  rejection 
with  the  signal  source  placed  between  input  terminal  B  and  ground, 
simulating  a  balanced  disturbance  such  as  that  in  Fig.  13.  For 
this  experiment,  between  Rq  and  ground  was  600  ohms  rather 
than  the  several  megohms  expected  for  strain  gage  installations. 
Common  mode  rejection  of  68  db  was  observed  for  frequencies 
between  50  cps  suid  20  KC.  As  shown  in  Section  A. 2  above,  there 
should  theoretically  be  infinite  rejection,  but  small  non-equall- 
ties  in  the  system  which  create  unbalanced  disturbances  result 
in  a  deviation  from  theoretical  rejection. 

Measurements  with  a  strain  gage  mounted  to  an  aluminum 
specimen  yield  a  common  mode  rejection  of  107  db.  This  addi¬ 
tional  rejection  is  dependent  upon  the  value  of  Rj^  between  the 
gage  and  the  sample  (which  was  measured  as  greater  than  100 
megohms  for  the  test).  Under  conditions  of  high  humidity,  R]^ 
could  be  slgnificeintly  reduced;  but  even  if  Rj^  were  600  ohms, 

68  db  of  rejection  would  still  remain.  Special  techniques  can 
be  employed  to  waterproof  the  gage  and  insure  a  high  value  of 
(Ref.  19). 

The  mlnimiim  strain  signal  that  can  be  measured  can  be 
estimated.  The  strain  signal  is  assumed  to  be: 

.  (qp)  ,  6.5  '  volt.. 

Where  e  is  in  ustraln. 
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The  noise  floor  of  -93  dbv  would  allow  voltages  as  low  as 
-83  dbv  to  be  10  db  above  the  noise  floor.  The  -83  dbv  would 
correspond  to  a  strain  of  22  db  re  1  M-strain,  A  common  mode 
signal  of  less  than  -95  dbv  (corresponding  to  an  ejj  of  1  volt 
and  95  db  rejection)  would  also  be  several  db  below  the  mini¬ 
mum  strain  signal. 

The  maximum  strain  signal  which  can  be  handled  by  the 
input  circuit  without  clipping  is  -l4  dbv  peak,  or  a  strain  of 
about  90  db  re  1  tistrain.  This  is  above  the  strain  level  which 
fractures  the  strain  gage  with  a  single  peak. 

B.  DATA  FILTERS 

Two  relatively  narrow  band  filters  and  one  broadband  filter 
are  required  in  place  of  the  octave  bauid  filters  used  in  the 
sonic  recorder.  It  is  necessary  that  the  narrow  band  filters 
match  the  resonances  of  the  structures  being  examined. 

1.  Narrow  Baind  Filters 


The  simplest  form  of  bandpass  filter  is  the  single  paral¬ 
lel-tuned  circuit.  The  center  frequency  required  dictates  the 
L  and  C  of  the  filter.  The  bandwidth  of  the  circuit  is  vari¬ 
able  with  the  equivalent  resistance  appearing  across  the  tuned 
circuit  (subject  to  the  limitations  of  the  Q  of  the  inductor). 
This  simple  form  of  filters  has  a  "rounded  top"  and  fairly 
shallow  slopes  for  low  Q's.  More  sophisticated  filters  have 
squarer  tops  and  steeper  edges. 

Mauiy  filters  need  be  available  to  cover  the  frequencies 
from  50  cps  to  750  cps.  Tunable  filters  have  been  considered. 

The  single-tuned  stage  can  be  made  variable  by  incorporating  a 
variable  Inductor.  However,  the  insertion  loss  of  the  filter 
and  its  equivalent  beuidwldth  chamge  with  the  tuning,  particularly 
if  the  range  of  frequencies  is  large.  Also,  it  could  be  expected 
that  the  variable  Inductor  would  be  less  stable  than  fixed  induc¬ 
tors  over  long  periods  of  time  under  severe  environments.  The 
stability  of  the  center  frequency  of  the  filter  is  very  important 
for  the  response  recorder.  More  sophisticated  filters  could  also 
be  made  variable,  but  several  components  would  have  to  be  varied 
and  the  filter  would  be  more  complex  and  less  stable. 

For  these  reasons,  it  is  preferable  to  use  a  fixed  filter. 
Since  the  narrow  band  filters  required  for  euiy  single  installa¬ 
tion  will  be  used  for  a  long  period  of  time,  it  is  practical  to 
acquire  these  filters  for  a  given  application.  Several  memu- 
facturers  are  currently  marketing  compact  bandpass  filters  for 
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telemetry  purposes.  For  interim  applications,  simple  LC  filters 
could  be  designed  quickly  and  used  for  panels  where  the  modes  £u:*e 
narrow  and  widely  separated. 


For  more  general  use,  a  bandpass  filter  meeting  the  follow¬ 
ing  performance  specifications  should  be  used: 


Center  Frequency: 
Insertion  Loss: 
Impedance : 

Paso  Band: 


2.  Over-all  Filter 


as  dictated  by  panel  mode, 
not  more  than  10  db, 

10,000  ohms, 

flat  within  0.5  db  for  +55^  of 
center  frequency;  down  at  least 
10  db  at  +255^  of  center  frequency. 


The  over-all  filter  requirements  can  be  met  with  a  constant- 
k  filter  designed  for  10,000  ohms,  A  typical  filter  of  this 
type  was  realized  and  is  shown  with  its  response  in  Fig.  15. 

C,  DETECTOR 

The  detector  time  constant  for  the  sonic  recorder  was 
selected  as  2.5  seconds.  The  dominant  concern  in  selecting 
this  time  constemt  was  the  ability  to  follow  the  changing  rms 
value  of  the  sound  pressure  level.  For  random  narrow  band  sig¬ 
nals,  such  as  those  expected  for  the  response  recorder,  the 
variation  of  the  detected  output  (l.e.,  envelope  of  the  signal) 
must  also  be  considered.  The  narrow  band  signal  is  derived  from 
the  modal  response  of  the  panel. 

Rice  (Ref,  20 )  has  examined  the  envelope  of  a  narrow  band 
signal  as  a  random  energy  fluctuation  about  a  mean  value.  The 
standard  deviation  o  of  this  energy  fluctuation  is  given  approxi¬ 
mately  for  an  ideal  narrow  band  filter  as: 

g  -■  1  (^-6) 

®  Vbt" 

where  m  is  the  mean  energy,  B  the  filter  bandwidth  in  cps,  and 
T  the  averaging  time  in  seconds.  This  deviation  of  the  mean 
energy  causes  an  uncertainty  in  the  amplitude  window  due  to  the 
random  variation  of  the  detector  output.  Ideally,  a  large  enough 
T  should  be  used  to  reduce  a/m  to  less  than  the  window  width.  A 
BT  product  of  l6  restricts  a/m  to  about  1  db. 
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A  step  In  excitation  can  arise  from  thrust  augmentation, 
which  results  In  a  step  of  roughly  4  db,  depending  upon  con¬ 
ditions.  This  step  Is  usually  expected  to  last  at  least 
twenty  seconds. 

The  time  constant  of  the  narrow  band  panel  response  to  a 
step  is  Tp  ■  1/tB  where  B  Is  the  bandwidth  In  cps  and  Tp  Is  the 
time  constant  of  the  envelope.  This  time  constant  Is  signifi¬ 
cantly  faster  th£ui  any  allowable  detector  time  constant.  It  Is 
therefore  necessary  that  the  detector  time  constant  be  a  small 
part  of  the  total  time  that  the  step  Is  to  be  applied* 

A  detector  time  constamt  of  4  seconds,  which  Is  about  one- 
fifth  of  the  expected  minimum  length  of  thrust  augmentation.  Is 
the  maxlmvim  tolerable.  For  a  BT  product  of  16,  the  minimum  bauid- 
wldth  of  the  panel  modes  would  be  4  cps.  The  variance  of  the 
rms  level  for  pauiel  bandwidth  narrower  than  this  would  have  to 
be  accepted. 

This  detector  time  constant  can  be  realized  by  Increasing 
the  two  capacitors  of  the  detector  In  Pig.  A-4  of  Volume  I  by 
a  factor  of  1.5.  The  1.35  series  resistor  would  then  have  to 
be  adjusted  In  accordance  with  Section  E  of  Appendix  B  of 
Volume  I. 

D.  MODIFICATION  OP  THE  AMPLITUDE  DISTRIBUTOR 

The  operation  of  the  amplitude  distributor  has  been  pre¬ 
viously  described  In  Voliane  I.  Considerations  given  In  Appendix  A 
of  the  present  report  indicate  that  2  db  amplitude  windows  su?e 
adequate  for  the  response  recorder  as  well  as  for  the  sonic 
recorder.  Information  given  in  Section  II  and  Appendix  A  indi¬ 
cates  that  a  total  remge  of  12  db  should  be  adequate.  However, 
since  the  ease  of  setting  the  Instrument  Is  dependent  upon  the 
total  reinge,  two  techniques  have  been  considered  to  effectively 
expand  the  reuige  of  amplitudes  without  slgnlflcEuitly  Increasing 
the  equipment  required. 


First  order  cancellation  of  the  error  due  to  the  slower 
detector  time  constant  will  occur  since,  although  it  does 
not  "turn  on"  quickly.  It  also  does  not  "turn  off"  as 
quickly  as  the  panel  response. 
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First,  the  lowest  window  is  expanded  to  4  db  Instead  of  the 
2  db  used  In  other  windows.  Increasing  the  total  range  to  l4  db 
and  reducing  possible  truncation  errors.  Secondly,  an  "overflow 
window"  Is  considered  to  indicate  If  there  are  any  counts  at 
higher  strains  than  the  calibration. 

The  total  range  of  the  distributor  has  been  established  to 
yield  five  2  db  windows  and  one  4  db  window.  A  unique  bias  vol¬ 
tage  from  the  reference  supply  in  Pig.  10*  Is  required.  The 
amplitude  range  is  a  function  of  this  bias  voltage.  If  non-equal 
windows  can  be  tolerated,  an  adjustment  of  the  bias  voltage  varies 
the  windows.  Methods  of  expanding  the  range  are  discussed  In  the 
next  section. 

1.  Expanded  Rtuige 

There  are  two  methods  whereby  the  range  can  be  expanded  to 
l4  db.  First,  the  0  to  5  volt  Input  voltage  to  the  voltage-con¬ 
trolled  oscillator  (VCO)  can  be  made  to  correspond  to  l4  db 
rather  than  12  db.  This  change  would  require  a  slightly  differ¬ 
ent  bias  voltage  and  would  compress  the  bandwld'ths  of  the 
analysis  filters  following  the  VCO. 

Ihe  second  method  uses  the  VCO  at  input  voltages  higher 
than  the  standard  0-5  volts  used  for  telemetry  purposes.  This 
Is  possible  since  the  linearity  required  for  this  application  Is 
not  as  stringent  as  for  telemetry.  Measurements  on  the  VCO  used 
in  the  sonic  recorder  indicate  that  it  Is  linear  within  ±1%  up 
to  8  volts  Input,  Inputs  above  5  volts  could  then  be  used  to 
expeind  the  range  to  l4  db,  retaining  the  same  bias  voltage  and 
filters.  The  maximum  Input  voltage  required  for  l4  db  Is  6.79 
volts.  However,  this  method  has  the  disadvantage  of  requiring 
higher  output  from  the  quasi-rms  detector  and  amplifier,  effec¬ 
tively  reducing  the  peak  factor  from  10  db  to  8  db. 

Ihe  second  method  was  used  in  the  breadboard  of  the  analyzer 
and  Is  expected  to  be  slightly  more  accurate  since  the  filter 
bandwldths  are  slightly  larger.  The  effect  of  the  reduced  peak 
factor  with  reuidom  Inputs  Is  evaluated  and  discussed  in  a  later 
section.  The  filter  edges  used  are  tabulated  in  Table  III. 


See  Section  III.B.  of  Volume  I  of  this  report. 
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TABLE  III 

IDEAL  FILTER  EDGES  FOR  14  DB  RANGE 


Window 

No. 

db 

Window 

VCO  Input 
Voltages 

Frequency 
Band  Edges 

Bandwidth 
(cps)  . 

1 

0-4 

0.0  -  0.97 

18,700  -  19,990 

1290 

2 

4-6 

0.97  -  1.65 

19,990  -  20,900 

910 

3 

6-8 

1.65  -  2.51 

20,900  -  22,040 

1140 

4 

8-10 

2.51  -  3.58 

22,040  -  23,48c 

1440 

5 

10  -  12 

3.58  -  5.00 

23,480  -  25,300 

1820 

6 

12  -  14 

5.00  -  6.79 

25,300  -  27,680 

2380 

2.  Overflow  Window 


An  extra  counter,  in  addition  to  the  six  previously  used,  is 
included  to  accumulate  the  exceedances  above  the  l4  db  range, 
performing  essentially  as  £ui  overflow  counter.  This  counter  will 
give  information  about  the  applicability  of  the  range  over  which 
the  instrument  has  been  calibrated  and  the  general  operation  of 
the  system.  The  overflow  counter  is  provided  Instead  of  an  addi¬ 
tional  window  because:  (l)  no  additional  linearity  or  peedc 
factor  requirements  are  Imposed  on  the  VCO  or  detector,  and 
(2)  the  output  from  the  strain  gage  frequently  rises  as  it  begins 
to  fatigue  as  indicated  by  the  gage  fatigue  experiments  (See 
Appendix  C).  This  signal  increase  may  be  above  an  additional  2  db 
window  and  not  be  noticed. 

The  overflow  position  requires  another  filter  and  counter 
following  the  voltage-controlled  oscillator.  The  filter  could 
be  a  constant-k  10,000  ohm  hig^h-pass  filter  with  the  6  db 
frequency  at  28,000  cps.  Hie  rest  of  the  circuitry  would  be 
the  same  as  for  the  other  windows. 

3.  Window  Variation 


A  unique  bias  voltage  (1.66  volts)  is  required  to  establish 
the  14  db  range  required.  Hie  bias  voltage  supply  (shown  in 
Fig.  A-6  of  Volume  I)  is  variable  up  to  about  2.5  volts.  This 
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allows  some  flexibility  in  the  window  widths,  although  the 
resulting  windows  will  not  be  equally  spaced  as  shown  In 
Pig.  l6.  The  resulting  windows  for  various  bias  voltages  are 
tabulated  in  Table  IV. 


TABLE  IV 

WINDOWS  FOR  VARIOUS  BIAS  VOLTAGES  USING  FILTERS  OP  TABLE  III 


Window 

No. 

-1.00 

Bias  Voltages 
-1.66 

-2.00 

1 

5.9 

4.0 

3.5 

2 

2.5 

2.0 

1.7 

3 

2.5 

2.0 

1.8 

4 

2.4 

2.0 

1.9 

5 

2.4 

2.0 

1.9 

6 

2.3 

2.0 

2.0 

RANGE 

17.9 

14.0  db 

12.9 

The  circuitry  has  been  desimed  to  yield  even  windows  cover¬ 
ing  l4  db,  as  shown,  for  the  -1.66  volts  bias.  However,  the  other 
bias  values  can  be  used  if  the  variation  of  window  width  is 
accounted  for  in  the  data  reduction.  The  total  detector  range  as 
indicated  in  Pig.  l8  must  be  considered. 

E.  COMPATIBILITY  OF  RESPONSE  RECORDER  AND  SONIC  RECORDER 

The  design  has  been  conducted  with  the  intent  of  allowing  a 
basic  recorder  to  be  converted  to  sonic  or  response  functions. 

The  basic  recorder  would  be  converted  by  inserting  one  or  the 
other  of  the  following  sets  of  modules; 


Input  Circuit: 

Filters ; 


Response  Recorder 

As  described  in 
Section  A  above 


2  narrow  band 
1  over-all 


Sonic  Recorder 

Field  Effect 
Circuit  (Fig. 

B-1  of  Volume  l) 

4  octave  bands 
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The  same  detector  time  constant,  sampling  arrangement,  emd 
amplitude  distributor  Is  used  for  both.  As  a  result  one  of  the 
sampled  channels  would  not  be  used  for  the  response  recorder  and 
an  unused  beuik  of  counters  would  be  present.  Thus  the  price  of 
convertibility  Is  slightly  increased  Instrumentation. 

A  combined  two-input  recorder  as  illustrated  In  Fig.  l6 
could  be  considered.*  Such  a  combination  could  be  accomplished 
by  adding  a  second  amplifier  and  attenuator  to  the  basic  recorder 
and  using  the  strain  gage  smd  microphone  concurrently. 


This  is  essentially  the  Type  4  Recorder  discussed  in 
Volume  I. 
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SECTION  V 
SYSTEM  PERFORMANCE 


System  performance  is  examined  In  two  ways;  l)  experimental 
data  teiken  in  the  laboratory  and  2)  estimated  errors  expected  for 
long  operation  In  a  severe  environment. 

A  series  of  experiments  with  the  breadboarded  response 
recorder  have  been  conducted.  These  experiments  consist  of 
applying  consistently  a  known  strain  signal  to  the  response 
recorder  for  long  periods  of  time  and  comparing  the  resulting 
acciommulatlon  with  the  expected  one.  These  experiments  are 
discussed  In  Section  A. 

Much  of  the  error  analysis  for  the  sonic  recorder  Is  appli¬ 
cable  to  the  response  recorder.  Differences- will  be  reflected  in 
the  Input  circuit,  calibration,  etc.  These  error  contributions 
for  the  complete  response  recorder  are  considered  In  Section  B. 

A.  EXPERIMENTAL  EVALUATION 

The  response  recorder  Is  designed  to  acquire  the  amplitude 
distribution  of  the  rms  of  a  signal  over  a  long  period  of  time. 
This  operation  can  be  divided  Into  two  functions:  l)  converting 
the  Input  signal  Into  a  DC  voltage  proportional  to  the  rms  level 
of  the  Input  signal,  and  2)  examining  the  amplitude  of  this  DC 
voltage  by  quemtlzlng  It  Into  levels  and  accumulating  the  counts. 
The  evaluation  of  the  circuitry  can  also  be  separated  Into  these 
two  functions. 

1.  Data  Acquisition 

Measurements  have  been  made  with  the  breadboarded  data 
acquisition  equipment.  This  equipment  performs  the  function  of 
conditioning  eind  detecting  the  input  signal,  yielding  a  DC  out¬ 
put  proportional  to  the  rms  of  the  Input  signal. 

a)  Measurements  with  Insert  Voltages 

A  floating  sinusoidal  Input  signal  was  applied  to  the  Insert 
voltage  connector  of  the  Input  circuit  In  Fig.  l4.  The  resulting 
Input  voltage  to  the  VCO  and  the  rms  level  of  the  Insert  voltage 
were  monitored.  The  data  Is  plotted  In  Fig.  17.  The  range  of 
detector  output  which  Is  used  in  the  response  recorder  is  Indi¬ 
cated  by  the  brackets.  At  both  ends  the  detector  output  becomes 
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nonlinear,  but  the  total  usable  range  Is  about  19  db  (l4  db  Is 
required).  The  nonlinearity  at  the  low  end  Is  caused  by  the 
detector  diodes.  The  limiting  at  the  high  voltages  is  caused 
by  clipping  in  the  amplifier  preceding  the  detector.  The 
accuracy  of  the  data  of  Pig.  17  is  believed  to  be  within  ^.2  db. 

b)  Measurements  of  Strain 

An  excitation  system  similar  to  that  in  Pig.  C-2  of 
Appendix  C  was  used  to  drive  a  strain  gage.  Ihe  rras  of  the 
excitation  voltage  to  the  shaker  and  the  rms  of  the  output  vol¬ 
tage  of  the  amplifier  preceding  the  detector  were  monitored.* 

The  resulting  data  for  sinusoidal  and  random  excitation  are 
given  in  Pig.  18.  The  frequency  was  set  at  the  resonance  of 
the  bar  on  which  the  gage  was  mounted.  The  Q  of  the  bar  is 
approximately  30.  The  random  signal  was  filtered  into  an 
octave  band  before  application  to  the  shaker.  The  strain  gage 
output  was  a  narrow  band  random  signal  (corresponding  to  the 
resonance  of  the  bar)  which  served  as  the  input  to  the  response 
recorder. 

The  effect  of  the  peak  factor  of  the  random  signal  is  shown 
by  the  data  in  Pig.  18.  TOie  sine  wave  output  showed  visible  dis¬ 
tortion  beginning  about  24  dbv.  With  random  noise  the  limited 
peak  factor  affects  the  output  as  low  as  l8  dbv.  Since  the  upper 
window  edge  corresponds  to  16  dbv,  this  peak  factor  is  considered 
adequate . 

Note  that  the  slope  of  the  sine  and  random  data  is  the  same, 
but  the  remdom  signal  required  consistently  more  excitation  vol¬ 
tage  to  the  shaker  for  the  same  output  voltage.  This  is  due  to 
the  driver  excitation  voltage  being  an  octave  bemd  (150-300  ops) 
whereas  the  bsindwidth  of  the  strain  gage  signal  was  only  7  cps. 

The  accuracy  of  the  sine  data  is  expected  to  be  within 
iO.2  db.  The  random  data  is  difficult  to  read  closer  than 
within  +0.3  db. 


A  Ballantlne  320  RMS  Meter  with  a  long  averaging  time  was 
used  instead  of  the  detector  so  that  the  rms  value  of  the 
random  signals  could  be  more  accurately  read.  The  perfor¬ 
mance  of  the  detector  with  sine  and  randcmi  excitation  was 
reported  in  Volume  I  and  has  been  checked  for  narrow  band 
random  excitation. 
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Ilie  data  presented  In  Fig.  17  and  l8  Indicate  the  perfor¬ 
mance  of  the  data  acquisition  equipment  In  the  measurement  of 
actual  strain  for  sine  and  narrow  band  random  signals. 

2.  Complete  System 

Evaluation  of  the  complete  system  required  a  method  of  pro¬ 
gramming  the  amplitude  of  the  excitation  voltage  for  the  shaker. 

A  controlled  gain  amplifier  was  used  to  program  the  rms  level. 

Ihe  DC  control  voltage  is  applied  to  the  grid  of  the  tubes.  The 
change  of  AC  gain  with  the  control  voltage  was  not  linear  over 
the  total  range >  exhibiting  a  curvature  near  both  ends  which 
would  tend  to  Increase  the  counts  collected  at  both  end  windows, 
nils  curvature  has  been  measured  and  Is  accounted  for  in  the  data. 
Data  from  a  programmed  sine  wave  Is  given  In  Table  V  for  a  15  1/2 
hour  experiment.  Ihe  resulting  error  In  counts  is  less  than  1.55^ 
for  all  windows. 

Data  employing  an  octave  band  of  random  noise  to  excite  the 
resonant  bar  Is  also  tabulated  In  Table  V  and  shown  In  Fig.  19. 

The  BT  product  for  this  experiment  was  17.5  (T  -  2.3  sec  and 
B  ■■  7  cps).  Resulting  errors  are  less  than  2,5%  for  all  windows. 

In  addition  to  the  above  experiments,  the  response  recorder 
has  been  operated  continuously  with  strain  Input  signals  for  more 
than  a  week.  During  all  of  the  experiments  conducted  on  the 
response  recorder,  the  counter  associated  with  the  No.  6  window 
(the  widest)  received  147,786  counts.  The  six  counters  combined 
received  over  514,000  counts. 

B.  ERROR  ANALYSIS 

Errors  were  classified  Into  three  categories  in  Volume  I 
for  the  sonic  recorder:  systematic,  short  term,  emd  long  term. 
Since  much  of  the  sonic  recorder  is  used  for  the  response 
recorder,  some  of  the  error  data  from  Volume  I  apply.  Ihe  system¬ 
atic  6ind  short  term  errors  for  the  response  recorder  are  discussed 
below.  All  error  figures  are  assumed  as  2a  values. 

1.  Systematic  Errors 

Systematic  errors  ai*e  those  inherent  In  the  recorder  when 
all  external  factors  are  disregarded.  Errors  from  calibration, 
data-- acquisition,  amplitude  distribution,  and  sampling  were 
discussed  for  the  sonic  recorder.  Only  the  calibration  emd 
transducer  errors  will  be  discussed  here;  the  other  errors  are 
expected  to  be  slightly  lower  them  In  the  sonic  recorder  since: 

(1;  some  of  the  amplitude  distributor  window  widths  are  slightly 
larger,  and  (2)  the  activity  of  the  aircraft  will  probably  be 
greater  them  assumed  In  the  original  estimate,  thus  reducing  the 
sampling  errors. 
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A  satisfactory  method  of  physical  strain  calibration  is  not 
available.  Standard  practice  for  static  measurements  uses  shunt 
resistors  to  simulate  a  small  reslstcuice  change  and  does  not 
calibrate  the  tr£insfer  function  between  strain  and  resistance 
change  (gage  factor),  although  it  does  calibrate  the  rest  of  the 
system.  A  technique  that  yields  a  similar  result  for  dynamic 
measurements  is  an  Insert  voltage,  i.e.,  a  voltage  from  a  very 
low  impedance  source  applied  in  series  with  the  gage. 

The  gage  factor  is  quoted  from  the  manufacturer's  data.  It 
is  usually  assumed  that  this  is  within  of  the  actual  value  for 
a  correctly  mounted  gage  and  this  variation  is  incorporated  here, 
contributing  ^.5  db  error  (2a). 

The  voltage  calibration  of  the  recorder  involves  many  steps 
(see  Appendix  E).  Our  estimate  of  a  minimum  error  for  a  careful 
calibration  is  ^.3  db. 

Total  systematic  errors  are  then: 


Transducer  +^*5 

Calibration  ;^.3 

Data  Acquisition  ;;^.3  db. 

Amplitude  Distribution  +0.1  db. 

Sampling  +0.4  db . 


Combination  of  these  independent  errors  yields  a  2a  value  of 
+0.77  db. 

2.  Short  Term  Errors 

The  short  term  errors  are  those  caused  by  cyclic  external 
factors,  the  primary  source  being  temperature  variations. 

Temperature  effects  on  the  strain  gage  have  been  discussed 
in  this  report.  The  recorder  variations  with  temperatures  have 
been  discussed  in  Volume  I  and  need  be  slightly  modified  to 
reflect  circuit  cheunges.  The  gage  factor  variation  of  Constantan 
is  .0008  db  per  °C  (See  Fig.  6).  A  chauige  of  ±60°C  yields  about 
i.05  db  variation.  The  temperature  sensitivity  of  the  voltage 
supply  is  .001  db  per  °C,  yielding  ±.06  db  variation. 

The  other  error  contribution  should  be  Identical  to  the 
sonic  recorder  yielding  +•. 00003  db/^C  gain  variation  and  +0.25 
millivolts/°C  window  width  shift,  and  +0.4  mlllivolts/°C  of  bias 
shift  from  the  amplitude  distributor. 
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Ihe  lowest  amplitude  window  Is  4  db  and  0.97  volts  wide. 

A  f .04  volt  variation  corresponds  to  about  f4^  of  the  window, 
l.e.,  ±.l6  db.  nie  narrowest  amplitude  window  Is  #2  at  0.68 
volts,  with  the  i4^  corresponding  to  iO.24  db  (the  worst  case). 

To  sianmarize  the  short  term  errors  for  -50°C  to  +70°C: 

Strain  gage  error  40.05  db 
Recorder  error  40.28  db 

These  errors  may  not  be  Independent. 

3.  Accumulated  Error 


The  total  error  Is  anticipated  to  be: 


errorg,,  -  ^(0.77)^  4  (0.33)^ 

-  40.85  db 

for  ambient  temperature  of  -50®C  to  470°C.  This  Includes  errors 
from  the  strain  gage,  but  assumes  the  desired  strain  Is  present 
at  the  gage.  This  error  is  less  than  that  anticipated  for  the 
sonic  recorder,  primarily  because  of  the  lower  temperature  vari¬ 
ation  of  the  gage  factor  compeured  to  the  sensitivity  of  the 
microphone . 
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SECTION  VI 
CONCLUSIONS 


Requirements  for  a  response  recorder  have  been  considered. 

A  design  to  meet  these  requirements  has  been  made,  and  a  repre¬ 
sentative  system  breadboarded  and  evaluated.  This  evaluation 
verifies  that  the  design  satisfies  the  requirements  for  the 
response  recorder. 

Although  the  response  recorder  has  been  designed  for 
application  to  aircraft.  It  Is,  In  a  general  way,  a  strain 
exposure  meter.  Just  as  the  sonic  recorder  is  a  sonic  exposure 
meter.  As  such,  applications  of  these  types  of  Instruments  c£ui 
vary  widely.  Specific  uses  of  the  recorders  as  applied  to  air¬ 
craft  could  Include: 

1)  Gathering  data  of  the  accianulated  exposure  of  an 
Individual  aircraft  under  operational  conditions. 

2)  Gathering  an  ensemble  of  data  over  a  population 
of  aircraft  under  certain  conditions,  which  would 
allow  estimation  of  the  fatigue  damage  of  the  whole 
population  of  ailrcraft. 

3)  Using  the  above  ensemble  of  data  to  check  hypotheses 
on  fatigue  damage  mechanisms. 

4)  Providing  background  data  for  specifications  for 
new  vehicles. 

It  Is  tempting  to  consider  the  use  of  a  combined  strain  and 
sonic  recorder  to  gather  some  Indirect  data  on  the  relative  con¬ 
tribution  to  fatigue  of  Jet  auid  aerodynamic  noise.  In  principle, 
this  would  be  possible  since  the  sonic  recorder  accumulates  the 
long  terra  rms  amplitudes  of  the  Jet  noise  excitation  only,  while 
the  response  recorder  would  accumulate  the  response  to  both  Jet 
and  aerodynamic  noise  (if  the  response  to  aerodynamic  noise  is 
great  enough).  However,  more  useful  data  on  this  subject  could 
be"  obteilned  by  tape  recording  the  Instantemeous  pressure  £uid 
strain  amplitudes  for  a  few  flights,  and  then  analyzing  them 
more  completely.  The  sonic  and  response  recorders  are  best 
applied  where  the  long  term  statistics  are  most  Important. 
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FIG.  I  RANGE  OF  VALUES  OF  PANEL  SPAN  AND 
THICKNESS  HAVING  FUNDAMENTAL 
RESONANCE  FREQUENCIES  AS  SHOWN 
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RELATIVE  RESPONSE  LEVEL  IN  DB 


FIG. 3  CUMULATIVE  DISTRIBUTION  OF  FATIGUE 
DAMAGE  FOR  B-52  AND  KC-135  AIRCRAFT 
(BASED  ON  RESPONSE  DATA  IN  APPENDIX  D) 
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STRAIN  LEVEL  IN  DB  RE 
LARGEST  OBSERVED  RMS  STRAIN  LEVEL 
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RETURN  PERIOD  IN  TOTAL  STRAIN  CYCLES 
(FREQUENCY  x  FLIGHT  TIME) 


FIG.  4  THE  RETURN  PERIOD  FOR  STRAIN  PEAKS  ON 
RB-47  AIRCRAFT  OPERATED  TYPICALLY  (SEE 
TEXT).  THE  RETURN  PERIOD  IS  THE  AVERAGE 
TOTAL  NUMBER  OF  STRAIN  CYCLES  FOR  ONE 
STRAIN  PEAK  EXCEEDING  THE  INDICATED 
VALUE. 
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RETURN  PERIOD  IN  STRAIN  CYCLES 
(FREQUENCY  x  OPERATING  TIME) 


FIG.5  THE  RETURN  PERIOD  FOR  STEADY 
STATE  OPERATION  AT  CONSTANT 
RMS  LEVEL 
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G.6  VARIATION  OF  GAGE  FACTOR  WITH  TEMPERATURE 
FOR  SOME  STRAIN  GAGE  MATERIALS 
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FI6.8  CHANGE  OF  B-H  CURVE  FOR  NICKEL 
WITH  APPLIED  TENSION  cr 
(AFTER  BOZORTH ) 
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FI6.9  EXPERIMENTAL  STRAIN-LIFE  CURVE  FOR  CONSTANTAN  FOIL 
STRAIN  GAGE  (BLH  FAB-50-12)  UNDER  RANDOM  EXCITATION 


FIG.  10  BLOCK  DIAGRAM  OF  RESPONSE  RECORDER 
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FIG.II  VARIATION  OF  STRAIN  SENSITIVITY  (S,)  WITH  R^/Rq 
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FIG.  12  SINGLE-ENDED  STRAIN  GAGE  APPLICATION 
(RESISTANCE,  R,  BETWEEN  GAGE  AND 
SPECIMEN  INDICATED) 
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FIG.  14  BALANCED  STRAIN  GAGE  INPUT  CIRCUIT 
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FIG.  15  RESPONSE  OF  OVERALL  FILTER 


7 


5' 


AS0-T0R-62-I6S 
VOLUME  S 


58 


BLOCK  DIAGRAM  FOR  TWO  INPUT  HISTORY  RECORDER 
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DETECTOR  OUTPUT  IN  DB  RE  1  VOLT  (DC) 


FIG.  17  MEASUREMENTS  OF  INPUT  TO  DETECTOR 
OUTPUT  TRANSFER  FUNCTION  FOR  SINE 
WAVE  INSERT  VOLTAGE 
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FIG.I8  MEASUREMENTS  OF  STRAIN  INPUT  TO 
DETECTOR  INPUT  FOR  SINE  WAVE  AND 
NARROW  BAND  NOISE 
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FIG.  19  BAR  CHART  OF  COUNTS  ACCUMULATED  WITH 
RANDOM  DATA  FOR  VARIOUS  LENGTHS  OF 
OPERATION  T 
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APPENDIX  A 

DATA  ANALYSIS  TECHNIQUES 


We  report  here  the  results  of  an  Investigation  of  techniques 
for  processing  datii  typical  of  the  output  of  a  response  recorder. 

Three  different  time-histories  of  stinjctural  response  were 
processed  by  hand  to  obtain  response  recorder  readouts «  for 
recorders  with  various  window  widths  and  calibration  settings. 

The  fatigue  damage  consequent  to  each  of  the  three  original 
response  distributions  was  calculated.  Estimates  of  fatigue 
damage  were  also  made  from  the  recorder  readouts  using  several 
different  techniques.  From  a  comparison  of  these  estimates  with 
the  calculations^  conclusions  are  drawn  concerning  (l)  desirable 
widths  for  recorder  windows,  and  (2)  techniques  for  processing 
the  readout  data  of  a  response  recorder. 

A.  INVESTIGATION  PLAN 

The  starting  point  of  the  present  study  is  a  distribution 
"curve"  (actually,  a  bar-chart)  giving  the  average  time  that  the 
rms  strain  response  dwells  in  consecutive  0.5  db  windows.  This 
distribution  is  typical  of  the  long-time  (one-year)  average  air¬ 
craft  operation.  A  typical  random  fatigue  curve,  adapted  from 
the  literature,  is  then  used  to  assess  the  fatigue  damage.  In 
this  computation,  a  simple  linear,  non-interacting  theory  of 
fatigue  damage  accumulation  is  used.  If  the  dwell  time  in  the 
nth  window  (rms  response  equal  to  On)  is  Wp,  and  if  the  fatigue 
curve  Indicates  a  lifetime  N,^  for  steady  operation  at  that 
response,  then  the  damage  D  is  given  by  the  sum 

D  -  ^  w^Nj^  (A-1) 

over  all  windows.  In  this  expression  D  is  the  average  fraction 
of  fatigue  damage  accumulated.  A  value  of  D  equal  to  1  indicates 
that  failure  should  be  expected. 

Prom  the  original  distribution,  we  also  compute  typical 
readout  data  for  response  recorders  using  different  window  widths 
and  different  values  of  sensitivity  (that  is,  the  smallest 
response  level  that  is  recorded) .  A  large  number  of  readout 
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cases  are  constznicted.  The  estimates  of  the  fatigue  damage  are 
made  from  these  readout  data,  using  the  same  random  fatigue  curve. 
These  estimates  are  formed  In  different  ways,  as  discussed  below. 
Conclusions  are  drawn  from  a  comparison  of  these  estimates  of 
damage  and  the  value  computed  by  Eq.  (A-l)  from  the  original  dis¬ 
tribution  . 

B.  RESPONSE  DISTRIBUTIONS  AND  FATIGUE  CURVE 

Three  different  response  distributions  are  used  In  this 
study.  Distribution  I  Is  an  adaptation  of  Pig.  5  of  Volume  I 
of  this  report,  which  represented  the  distribution  of  sound 
pressure  levels  for  operation  of  RB-47  aircraft  (Pig.  A-l, 
bottom) .  We  assume  that  the  rms  response  Is  linearly  proportional 
to  the  rms  sound  pressure.  (Nonlinearity  In  the  rms  response  will 
be  much  less  than  the  possible  nonlinearity  at  peak  amplitudes 
larger  than  the  rms  value:  therefore  the  linear  assumption  should 
be  sufficiently  accurate.)  The  reference  response,  corresponding 
to  zero  relative  response  level  on  the  abscissa  of  Pig.  A-l,  Is 
chosen  as  the  response  to  the  noise  generated  at  full  power  (100^ 
rpm)  on  a  standard  day  (temperature  of  59°?). 

The  random  fatigue  curve  shown  In  Pig.  A-2  Is  used  to  assess 
damage.  This  cui^ve  Is  an  adaptation  of  one  published  as  pertain¬ 
ing  to  7075-T6  alumlnxjm  (Ref,  A-l).  The  zero  level  of  response 
on  Pig,  A-l  has  been  arbitrarily  set  equivalent  to  an  rms  strain 
level  of  61  db  re  10“«,  corresponding  to  a  life  of  4.5  x  105 
cycles  (1  hour  at  125  ops)  for  steady  operation  at  that  level. 

Prom  the  response  distribution  curve  and  the  fatigue  curve, 
a  cumulative  distribution  curve  for  dEuooage  has  been  computed 
(Plg.  A-l,  top).  This  cumulative  distribution  of  damage  shows 
the  percent  of  damage  attributable  to  rms  response  levels  less 
than  the  abscissa  value. 

Plgure  A-3  shows  a  response  distribution  (number  II)  dif¬ 
fering  slightly  from  distribution  I.  The  differences  are  due 
to  an  attempt  to  construct  a  typical  distribution  for  aircraft 
using  afterburners  or  water  Injection.*  The  use  of  afterburner. 


Specific  assumptions  are:  (l)  Increment  In  response  level 
due  to  afterburner  operation:  +4  db;  (2)  afterburner  used 
on  all  takeoffs.  Ignited  20  sec.  after  brake  release;  (3) 
afterburner  used  for  1  percent  of  static  (ground)  operation 
time. 
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with  which  the  response  level  Is  assumed  to  be  4  db  above  the 
level  for  100$t  rpin,  leads  to  a  less  precipitous  fall -off  of  the 
bar  chart  at  high  levels  and  to  a  corresponding  prolongation  of 
the  cumulative  distribution  of  damage  (Fig.  A-3,  top) .  The 
reference  response  (zero  db  on  the  abscissa)  Is  response  to  after¬ 
burner  on  a  standard  day. 

Distribution  III  (Pig.  A -4)  Is  another  distribution  thought 
to  be  typical  for  some  aircraft  operating  with  afterburner.  It 
differs  from  distribution  II  In  that  a  gpreater  proportion  of  time 
Is  spent  with  response  levels  between  +1  and  +3  db  (afterburner 
operation) . 

Two  of  the  dozen  charts  of  readout  data  used  In  this  study 
are  given  In  Figs.  A-5  and  A-6.  Each  was  generated  from  distri¬ 
bution  I  (Pig.  A-1).  Figure  A-5  shows  the  readout  for  a  recorder 
with  3-<lb  windows  having  a  truncation  point  (lowest  recorded 
level)  at  -3  db.  Figure  A-6  shows  the  readout  for  a  recorder 
with  2-db  windows  and  a  truncation  at  -4.5  db. 

C.  DAMAGE  ESTIMATES 

Estimates  of  fatigue  damage  were  made  from  the  readout  data 
In  various  ways,  all  using  the  same  fatigue  curve.  These  esti¬ 
mates  were  compared  with  ^e  damage  for  the  original  distribution, 
evaluated  by  means  of  Eq.  (A-1),  and  the  errors  due  to  data  proc¬ 
essing  determined. 

The  principal  error  In  some  oases  Is  that  arising  from 
truncation.  The  recorder  Ignores  all  response  with  levels  bel6w 
the  truncation  point;  If  that  point  Is  set  too  high,  really 
damaging  responses  will  be  Ignored.  We  define  the  truncation 
error  as  the  ratio  of  damage  due  to  levels  above  the  truncation 
point  to  the  damage  due  to  all  response  levels.  (The  value  of 
the  ratio  Is  converted  to  a  percentage;  thus,  a  ratio  of  0.82 
Is  an  error  of  -18J^.) 

However  other  errors,  called  estimation  errors,  result  from 
the  use  of  wide  windows  In  deriving  the  readout  charts.  We 
define  the  estimation  error  as  the  ratio  (converted  to  a  percentage) 
of  the  estimated  damage  to  the  precise  damage  due  to  response 
above  the  truncation  point.  The  size  of  the  estimation  error 
varies  with  the  method  and  care  used  In  estimation. 

In  our  tests  the  readout  data  were  processed  In  three  dif¬ 
ferent  ways.  First,  and  simplest.  Is  a  procedure  which  assumes 
that  all  the  Indicated  time  that  the  response  was  In  a  given 
window  was  spent  at  the  level  of  the  center  of  the  window.  Thus, 
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In  the  case  Illustrated  In  Fig.  A-5«  we  assume  that  the  response 
was  at  -1,5  db  for  3991  time  units,  at  +1.5  db  for  2590  units, 
and  at  +4.5  db  for  10  units  of  time. 

The  second  processing  technique  starts  from  a  plot  of  read¬ 
out  data  such  as  those  In  Figs.  A -5  and  A -6.  The  engineer 
sketches  In  a  smooth  curve,  vhlch  Is  his  estimate  of  the  actual 
response  distribution.  Frcnn  the  smooth  curve  he  reads  off  rela¬ 
tive  time  values  for  0.5  db  windows  of  response  level.  He 
verifies  that  sums  of  these  values  check  the  actual  readout  data, 
adjusting  values  as  necessary.  In  this  manner  he  tries  to 
reconstruct  a  response  distribution  bar-chart  with  0.5  db  windows 
from  the  readout  data.  In  which  the  window  width  Is  larger. 

The  third  processing  technique  plots  the  readout  data  as 
points  on  a  cumulative  distribution  curve  of  response,  e.g., 
plotting  on  the  ordinate  the  total  time  that  response  exceeded 
the  abscissa  values.  Exact  values  for  this  curve  are  known,  from 
the  readout  data,  at  the  response  values  marking  the  edges  of 
windows.  Thus  In  case  11  (Fig.  A-6),  exactly  824  «  8l4  +  10  time 
units  are  spent  with  response  level  exceeding  +1  db.  These  exact 
values  are  plotted  and  a  smooth  curve  Interpolated  between  them. 
Such  a  procedure  Is  Illustrated  in  Fig.  A -7,  for  readout  case  11. 
Estimates  of  the  time  spent  In  0.5  db  windows  are  read  from  the 
curve.  For  example,  on  Fig.  A -7*  we  estimate  1190  time  units 
spent  In  the  window  from  0  to  0.5  db;  the  original  exact  value 
was  1030  (see  Fig.  A-l). 

The  ti^catlon  and  estimation  errors  determined  from  the 
twelve  different  cases  of  readout  data  are  listed  In  the 
accompanying  table. 
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Different  processing  techniques  Identified  as  follows: 

A  s  all  time  lumped  at  window's  center 

B  >  Interpolation  on  cumulative  distribution  of  response 

C,  D,  E  =  estimation  of  smooth  curve  for  response  distribution 
(different  Individuals) 
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D.  DISCUSSION 

The  relatively  small  size  of  the  errors  in  deunage  resulting 
from  any  of  the  processing  techniques  is  quite  striking.  The 
shape  of  the  fatigue  curve.  Pig.  A-2,  can  be  represented  approx¬ 
imately  by 


o^N  =  constant.  (A-2) 

From  this  relation  it  can  be  shovm  that  a  50^  error  in  estimation 
of  damage  corresponds  approximately  to  a  0.5  db  error  in  response 
measurement.  Thus  errors  In  damage  rate  of  10  or  20^  have  quite 
negligible  importance.  Those  eases  with  significantly  larger 
error,  cases  2  and  9*  are  characterized  by  truncation  points 
lying  above  the  response  level  under  100^  rpm,  no  afterburner, 
standard  day  conditions. 

Among  the  various  techniques  used  in  processing  readout  data, 
that  in  which  all  the  time  in  a  window  is  lumped  at  the  window's 
center  (method  A,  in  the  table)  appears  to  be  most  Inaccurate. 

It  is  also  the  easiest.  With  this  method,  the  estimation  errors 
are  found  not  to  be  excessive  (equivalent  to  0.2  db  or  less  in 
response)  if  the  window  width  does  not  exceed  2  db. 

To  some  extent,  this  precision  is  a  reflection  of  the  smooth¬ 
ness  of  the  original  response  distributions.  Figs.  A-1,  A -3,  and 
A -4.  The  maximum  possible  error  using  this  technique  is  equivalent 
to  one  half  of  a  window  width,  l.e.,  1  db  with  2  db  windows. 
Situations  in  which  this  maximum  error  might  be  realized  are 
conceivable  but  extremely  unlikely.  To  realize  the  maximum  error, 
all  of  these  conditions  must  be  satisfied; 

(1)  nearly  all  damage  results  from  a  single  response 
level ; 

(2)  fluctuations  of  level  due  to  temperature  and  human 
operator  variability  are  small  conpared  with  the 
window  width,  in  the  course  of  the  vdiole  record; 

(3)  initial  calibration  locates  the  damaging  level  near, 
but  noton,  a  window  edge. 

The  other  techniques  for  processing  readout  data — interpolation 
on  the  response  cumulative  distribution  (colxamn  B  in  table)  and 
estimation  of  a  smooth  curve  for  response  distribution  (columns 
C,  D,  E,  in  table) — each  led  to  smaller  errors.  Since  these 
techniques  require  the  engineer  to  draw  and  estimate  "smooth" 
curves,  more  or  less  by  eye,  the  precision  depends  considerably 
on  the  time  and  care  he  is  willing  to  take. 
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E.  CONCLUSIONS 

It  appears  from  these  tests  that  a  window  width  of  2  db 
yields  very  satisfactory  precision  In  estimating  fatigue  damage 
from  the  readout  data.  It  also  appears  that  a  set  of  six  2-db 
windows,  or  a  total  range  of  12  db.  Is  adequate  to  acquire  all 
necessary  data  with  a  reasonably  small  truncation  error. 
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RELATIVE  RESPONSE  LEVEL  IN  OB 


FIG.  A-l  RESPONSE  DISTRIBUTION  I 

AND  CORRESPONDING  CUMULATIVE 
DISTRIBUTION  OF  DAMAGE 
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FIG.A-2  RANDOM  FATIGUE  CURVE 

(ADAPTED  FROM  SCHJELDERUP, 
REF.  A-l ) 
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FIG.A-3  RESPONSE  DISTRIBUTION  I 
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FIG.A-4  RESPONSE  DISTRIBUTION  IE 

AND  CORRESPONDING  CUMULATIVE 
DISTRIBUTION  OF  DAMAGE 


72 


ASD-TDR-62-165 
VOLUME  I 


73 


FIG.  A-5  READOUT  CASE  13,  DERIVED  FROM  DISTRIBUTION  I 
USING  3  DB  WINDOWS  STARTING  AT  -3  OB 
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FI6.A-6  READOUT  CASE  II,  DERIVED  FROM  DISTRIBUTION  I 
USING  2  DB  WINDOWS  STARTING  AT  -5  DB 
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FIG.A-7  CUMULATIVE  RESPONSE  DISTRIBUTION  FOR 
READOUT  CASE  II 
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APPENDIX  B 

DEPENDENCE  OF  SOUND  PRESSURE  LEVEL  ON  AMBIENT  TEMPERATURE 

FOR 

PRATT  AND  WHITNEY  J-57  ENGINE 


NOTATION 

A  Jet  nozzle  area 

c  soimd  speed  In  ambient  air 

o 

F  thrust  force 

Lp  sovind  pressure  level 
A  mass  flow  In  Jet 

p  so\and  pressure 

Tq  absolute  temperature  (deg  Ranklne)  of  ambient  air 
V  Jet  efflux  velocity 
W  sound  power  • 

■  Tq  -  518,  change  In  ambient  temperature  (deg  F)  from  59°P 
Pj  Jet  density 

ambient  air  density 

A.  INTRODUCTION 

In  this  appendix  we  derive  an  expression  In  terms  of  Jet 

engine  operating  parameters  for  the  change  In  sound  pressure 
level  with  ambient  temperature.  For  a  fixed  throttle  setting, 
both  the  mass  flow  (weight  flow)  and  the  thrust  will  change  with 
temperature.  Data  on  these  changes  are  usually  available  from 
Jet  engine  model  specifications.  We  use  data  for  the  J-57-P43 
engine  to  compute  the  change  In  sound  pressure  level  with 
temperature,  for  this  engine  at  military  rated  power  with  eind 
without  thrust  augmentation  (water  Injection). 

B.  FUNDAMENTAL  RELATIONS 

Hie  Jet  parameters  —  mass  flow,  velocity,  thrust,  etc.  — 
are  related  by  the  two  equations; 

m  B  PjAV 


F  -  mV 
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The  fundamental  acoustical  equations,  for  sound  power  W  and 
sound  pressure  p,  are  (Ref.  B-l) 

W  «  P^AV®  c^-5  , 

and  (B-3) 

‘  W  Cq  . 

The  combination  of  these  two  equations  yields 

P  *  Pq  0^“^  A^/^  .  (B-4) 

These  equations  are  strictly  pertinent  only  to  far  field  sound 
pressures;  however,  they  should  be  good  approximations  for  the 
pressure  at  points  near  the  aircraft.  The  combination  of  Eqs. 
(B-2)  and  (B-4)  yields 

P  •  Po  *  (B-5) 

If  we  assvime  that  the  jet  nozzle  area  A  is  constant. 

From  the  definition  of  sound  pressure  level,  we  compute 

20  log^Q(e)  ^(logg  p) 

8.68  db  per  deg.  (B-6) 

of  Eqs.  (B-5)  and  (B-6)  yields 


-ST 


The  cmnblnatlon 


8.68 


f(Po_2ol!l 


(B-7) 


We  shall  evaluate  all  the  derivatives  In  Eq.  (B-7)  at  the  stan¬ 
dard  temperature,  59°P  -  518^  Ranklne.  We  assume  that  the 
fractional  change  of  any  veurlable  with  ambient  temperature  (the 
logarithmic  derivative,  dx/xdd)  Is  a  constant.  This  is  an 
excellent  first  approximation. 
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The  variations  In  ambient  air  density  emd  sound  speed  with 
temperature  are  given  by  the  proportionalities 

P  *  T  , 

^0  o  * 


o 

■2 


T  1/2 


p  c  *  T  . 
*^0  0  o  * 


so  that 


P  c 
^0  o 


-  2A. 


idiere  T, 


<10  o,8td 

Is  518  deg  Ranklne. 


(B-8) 


o,std 

The  combination  of  Eqs,  (B-7)  and  (B-8)  yields  a  general 
expression  for  static  operation  of  Jet  engines: 


-  0.0335  +  34.72  -  ^)  . 

mde 


(B-9) 


C.  CALCULATIONS  FOR  J-57  ENGINE 

We  Illustrate  the  use  of  Eq.  (B-9)  by  calculations  for  the 
J-57  engine,  used  In  the  B-52  and  KC-135  aircraft.  Data  on 
variations  In  thrust  and  mass  flow  with  temperature  are  avail¬ 
able  from  model  specifications  (Ref.  B-2).  First,  assume  static 
operation  without  water  Injection,  at  military  rated  power.  From 
Sheet  28  of  Ref.  B-2, 

*  -  0.0040  per  deg  F  ,  (B-lOa) 

In  the  temperature  reinge  from  -30°F  to  +100°F.  From  Sheet  29  of 
Ref.  B-2, 


~  •»  -  0.0025  per  deg  F  ,  (B-lOb) 

mdG 

In  an  even  wider  temperature  range.  Thus,  we  calculate  from 
Eq.  (B-9)  the  change  In  sound  pressure  level  Is  given  by 
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^  -  0.0335  -  0.0520  -  -  0.0855 


=  -  1  db  per  +12  deg  P.  (B-ll) 

Now  consider  static,  military  rated  power  conditions  with 
meixlmum  water  injection  at  11  Ib/sec.  Thrust  augmentation  by 
water  injection  does  not  affect  air  flow;  temperature  does  not 
affect  water  flow.  Thus,  in  place  of  Eq.  (B-lOb),  we  have 

^  -  0.0025  -  -  0.00236,  per  deg  P,  (B-12a) 


since  air  flow  is  18O  Ib/sec  (Sheet  45  of  Ref.  B-2).  Prom  Sheet 
45  of  Ref.  B-2  we  also  estimate 


-  0.00174,  per  deg  P  ,  (B-12b) 

in  the  temperature  range  from  +40°P  to  +iro°P. 

It  follows  from  Bq.  (B-9)  that  the  change  in  sound  pressure 
level  with  temperature,  for  operation  with  maximum  water  injec¬ 
tion,  is 


0.0335  +  0.0215 


0.012  db  per  deg  P, 


-  -  1  db  per  83  deg  P  .  (B-13) 

This  rate  of  change  is  essentially  negligible.  Hie  euiswer  is 
applicable  to  B-52  aircraft. 

However,  note  that  standard  takeoff  operation  of  KC-135 
aircraft  with  water  injection,  holds  constant  the  total  thrust 
(strictly,  the  engine  pressure  ratio),  up  to  ambient  tempera¬ 
tures  of  100°P.  This  operation  requires  a  throttle  setting 
less  than  maximum,  and  increasingly  less  the  lower  the  tempera¬ 
ture.  The  net  effect  upon  sound  pressure  level  due  to  ambient 
temperature  changes  cannot  be  predicted  from  available  data. 
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APPENDIX  C 

STRAIN  GAGE  FATIGUE  MEASUREMENTS 


A.  INTRODUCTION 

Experiments  were  conducted  to  obtain  data  for  application  to 
the  response  recorder.  As  such  only  one  type  of  strain  gsage  was 
tested  with  octave  band  random  strain  excitation.  With  this  exper¬ 
imental  information^  we  would  hope  to  be  able  to  use  a  strain  gage 
with  confidence  that  its  fatigue  life  would  at  least  equal  or 
exceed  that  of  the  panel  on  which  it  was  affixed. 

In  particular,  it  was  hoped  to  derive  enough  data  to  outline 
a  strain -life  curve  for  the  gages  themselves.  In  this  context, 
efforts  were  made  to  eliminate  failures  of  the  wire  connections 
to  the  gage  and  of  the  cements.  These  efforts  represented  no  more 
elaborate  techniques  than  would  be  possible  in  the  field  use  of 
the  response  recorder  system. 

B.  TEST  BAR 

The  experimental  arrangement  was  similar  to  that  used  in  the 
random  strain  metal  fatigue  experiments  of  Smith  and  Malme  (Ref. 

C-l)  except  that  the  bar  itself  was  designed  to  have  l)  a  much 
longer  fatigue  life,  and  2)  a  section  of  uniform  strain  for  locating 
the  strain  gages.  Such  a  test  bar  is  shown  in  Fig.  C-l.  (The  strain 
gages  are  cemented  in  a  symmetrical  array  about  the  center  line  of 
each  arm  of  the  double  cantilever  bar,  room  for  four  being  allowed 
on  each  face.)  This  bar,  of  uniform  thickness  sheet  stock,  has  a 
tapered  width.  A  first  order  approximation  shows  a  constant  strain 
over  the  first  3056  of  length  (approximately  l")  from  the  clamp. 

This  shape  is  derived  from  the  analysis  of  the  dynamic  behavior 
summarized  in  the  work  of  Bishop  and  Johnson  (Ref.  C-2).  The  char¬ 
acteristic  function  of  a  clamped-free  (cantilever)  beam  of  uniform 
cross  section  is  niiraerlcally  tabulated  in  their  work.  The  second 
derivative  of  the  envelope  (or  peak)  of  the  displacement  is  propor¬ 
tional  to  the  bending  moment,  M: 

M  =  El  ^ 


M  is  related  by  the  parameters  of  the  bar  to  the  surface  strain  e; 
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where  h  Is  the  thickness.  For  the  first  mode,  plotting  the  tabu¬ 
lated  value  of  d'V/dx^  as  a  function  of  position  x  on  the  bar 
shows  that  a  straight  line  Is  a  reasonable  approximation  up  to 
the  point  x/i  =  0.3.  Making  the  simplest  assumption,  that  If 

the  moment  of  Inertia  (l)  Is  varied  along  x  so  that 

Is  constant,  then  the  required  l(x)  results  In  a  width  taper. 

TSie  effect  of  this  variation  of  l(x)  Is  to  make  the  strain  con¬ 
siderably  more  constant  than  In  a  fixed  cross  section  bar  through¬ 
out  the  range  of  Interest  {0<y<0.3).  No  exact  solution  Is  possible 

for  a  constant  strain  throughout  the  complete  length  of  a  bar  of 
this  configuration  under  dynamic  excitation. 

This  taper  of  the  bar  Is  carried  out  to  the  end.  This  Is 
done  to  raise  the  resonant  frequency  relative  to  a  constant  width 
bar,  which  allows  the  completion  of  more  cycles  In  a  given  amount 
of  real  time.  The  time  saving  for  the  same  weight  bar  and  required 
driving  power  at  the  shaker  is  approximately  20^. 

A  bar  of  the  same  weight  as  the  tapered  bar  we  have  selected, 
but  terminating  In  a  constant  width  section  would  have  higher  strain 
at  the  root  section;  however.  It  would  have  a  lower  first  resonance. 
The  generalization  Is  that  the  product  of  root  stress  and  frequency 
of  resonance  Is  approximately  constant  for  a  given  driver  power 
available . 

In  a  bar  that  does  not  have  a  hole  or  other  systematic  stress 
concentration,  the  failure  occurs  at  the  clamp.  The  magpiltude  of 
this  stress  concentration  at  the  clamp  has  been  estimated  by  Smith 
and  Malme  to  be  no  more  than  3  db  higher  than  the  stress  Just  out¬ 
side  the  clamp  (a  factor  of  1.4).  It  Is  Impossible  to  place  the 
strain  gage  so  that  It  Is  subjected  to  this  maximum  stress,  since 
the  principle  stress  vector  does  not  lie  on  the  surface  of  the  bar. 
Filleting  of  the  bar  root  Is  Introduced  to  relieve  the  stress  con¬ 
centration  at  the  clamp.  This  modification  Increases  the  fatigue 
life  of  the  bar. 

While  some  modifications  of  this  type  can  be  made.  It  must  be 
remembered  that  the  design  goal  Is  a  section  of  uniform  high  stress. 
These  changes  place  a  stress  gradient  near  the  region  where  none  Is 
desired,  since  the  region  of  highest  stress  Is  the  most  suitable  for 
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gage  placement.  This  Is  particularly  critical  In  some  phases  of 
the  experiment  where  the  strain -life  curves  for  the  bar  and  for 
the  gage  may  cross,  so  that  the  experimenter  must  choose  the  gage 
mounting  area  of  uniform  strain  at  the  highest  strain  possible  If 
a  gage  failure  Is  to  precede  bar  failure. 

To  check  the  distribution  in  high  strain  area,  several  bars 
were  partially  fatigued  using  large  values  of  sinusoidal  excitation. 

A  rather  wide  area  near  the  root  showed  stress  cracks.  In  addition, 
variations  of  placement  of  ^ges  (In  the  subsequent  experiments) 
involving  distances  up  to  l/8th  of  the  gage  length  had  no  measurable 
effect  on  the  strain  output  as  read  on  a  meter  with  2$^  accuracy. 

A  second  contribution  toward  early  fatigue  failure  was  taken 
Into  account  as  follows.  During  test,  observation  of  the  clamp  and 
test  bar  showed  signs  of  surface  pitting  at  the  clamping  line. 

Since  the  clamp  was  aluminum  (to  reduce  the  shaker  dynamic  mass). 

It  was  assumed  that  local  surface  welding  and  breaking  had  taken 
place  such  that  the  minute  break  did  not  occur  at  the  weld  point, 
but  below  or  above  In  the  parent  metals.  Such  pits  would  of  course 
act  much  as  corrosion  pitting  In  reducing  the  fatigue  life.  As  a 
solution,  a  dry  film  lubricant  was  painted  on  the  clamp  halves  and 
the  bar  surfaces  under  the  clamp.  Short  comparative  tests  show  a 
marked  reduction  In  the  pitting  on  the  bar. 

C .  EXPERIMENTAL  SETUP 

The  equipment  used  for  excitation  of  the  bar  was  similar  to  that 
used  In  the  previously  mentioned  metal  fatigue  experiments  (Ref. 

C-1),  Different  strain  gage  circuits,  amplifiers,  and  subsequent 
read-out  equipment  were  devised  for  the  present  work. 

The  excitation  of  the  bar  consisted  of  an  octave  band  of  random 
noise  centered  at  the  first  resonance  of  the  bar  (l40  to  280  ops 
for  the  200  cps  bar  resonance) .  The  block  dlagp^am  of  the  excitation 
circuit  Is  shown  In  Fig,  C-2.  A  feedback  circuit  is  provided  to  hold 
the  amplitude  of  the  random  noise  band  constant.  It  Is  shown  In 
dashed  lines.  Each  of  the  two  power  amplifiers  was  tested  to  show 
an  rms  power  output  of  l60  watts  continuous,  and  together  In  parallel 
give  a  peak  power  output  of  530  watts  on  random  occurring  peaks. 

A  diagram  of  the  output  data  recording  system  Is  shown  In  Fig. 
C-3.  The  strain  gages  are  wired  In  a  potentiometer  circuit  with 
the  series  raslstor  being  a  variable  multi -turn  rheostat.  In  this 
way  the  output  transfer  functions,  4E  ^e  ,  of  each  strain  gage  can 
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be  adjusted,  nie  outputs  of  all  the  strain  rage  circuits  are 
carried  to  a  stepping  switch  (25  pos.  2  pole)  vdiere  the  outputs 
are  time  sampled.  The  stepping  switch  Is  pulsed  by  a  clock  timer 
at  a  2  minute  Interval.  With  four  gages  on  a  test  bar,  all  gages 
would  be  examined  by  the  recording  system  every  8  minutes.  The 
second  bank  or  pole  of  the  switch  Is  a  break -before Hsake  switch 
that  provides  a  very  short  dead  space  on  the  recorded  output 
between  each  strain  gage  sample.  This  output  Is  fed  Into  a  true 
ms  meter  (Ballantlne)  modified  with  a  very  long  time  averaging 
coistant  so  that  the  output  Is  representative  of  the  tame  rms 
of  the  narrow-band  gage  signal.  This  output  Is  In  turn  fed  to  a 
BtK  graphic  level  recorder  operating  with  a  paper  speed  of  .03 
mo^seo,  or  approximately  4-1/4  Inches  per  hour.  The  entire 
apparatus  requires  very  little  operator  time  after  setup. 

The  actual  output  voltage  from  the  circuit  as  shown  In  the 
left  of  Pig.  C-3  Is: 


R  R 

-  -  E  - .  OP 

(R+Rg)^ 

Por  the  following 

c  >  1000  mlcrostraln 

E  >  6  volts 

R  -  ^g  “ 

OF  -  2.12 


e 


we  get 


^out  -  3.18  mv 


The  actual  strain  gage  tested  was  an  etched  foil  gage,  type 
PAB-50-12,  manufactured  by  Baldwin -Lima  Hamilton  (BLH).  This  gage 
has  cm  etched  Constantan  foil  with  bakellte  backing.  The  gage 
length  Is  0.5  Inches.  Such  etched  foil  gages  are  recommended  (Ref 
0-3)  for  fatigue  application.  Two  cements  were  used  In  the  experl 
ment.  One  was  the  contact-hardening  Eastman  type  910,  and  the 
other  was  an  Emerson  +  Cummings  epoxy  sold  as  BUi  EFy-400  and 
requiring  a  heat  curing  cycle  at  temperatures  of  400°. 
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The  tests  were  all  conducted  under  normal  laboratory  environ¬ 
ment  conditions.  However,  the  temperature  of  the  test  gages  was 
Influenced  by  the  level  of  excitation.  For  the  higher  strain 
levels  the  power  dissipated  In  the  Goodmans  Shaker  armature  coll 
as  well  as  the  fatigue  energy  heated  the  clamp.  For  a  run  Involving 
a  type  (b)  bar  shape  (see  Fig.  C-lb)  and  a  level  of  1000  ^strain 
ms,  the  equilibrium  temperature  of  the  clamp  and  bar  root  (where 
little  fan  cooling  due  to  deflection  was  present)  was  130°F.  This 
temperature  is  not  a  significant  factor  In  bond  failure  for  either 
of  the  cements  according  to  their  manufacturers,  but  It  may  have 
an  influence  on  the  fatigue  life. 

D.  EXPERIMENTAL  PROCEDURE 

A  typical  test  was  made  as  follows.  The  bar  was  milled  from 
0.065"  thick  2024  aluminum  with  the  grain  flow  along  the  bar  length 
and  protected  from  accidental  nicks  or  scratches.  It  Is  first 

cleaned  in  Chlora thane  solvent.  The  strain  gage  application 

area  Is  outlined  on  the  bar  with  a  soft  wax  pencil,  and  the  sur¬ 
face  oxide  accumulation  removed  with  number  400  emery  cloth. 

Because  of  the  possible  Imbedding  of  hard  abrasive  particles,  the 
next  step  is  a  ve^  thorough  scrubbing  of  the  area  with  acetone. 

The  edges  of  the  bar  are  examined  at  this  time  under  a  low  power 
binocular  microscope  for  freedcxn  from  cracks  or  nicks,  particularly 
In  the  high  stress  region.  Next  the  strain  gages  are  glued  onto 
the  bar.  The  exact  steps  mflect  the  expressed  Instructions  of 
both  the  strain  gage  manufacturer  and  the  glue  manufactumr  In 
every  detail.  After  the  heat  cycle  or  other  wait  period,  the  leads 
of  the  gage  are  cut  to  1/2"  and  bent  back  toward  the  center  of  the 
bar  using  a  O.051"  diameter  mandrel.  No.  30  stranded  wire  Is 
attached  with  a  minimum  of  solder  and  flux  using  as  low  a  soldering 
temperature  as  possible.  The  Joint  Is  taped  to  the  bar  between  2 
layers  of  l/2  mil  teflon  adhesive  tape,  arranged  so  the  gage  lead 
Is  fixed  securely  for  3/8"  minimum.  In  addition,  1/4"  of  the  No. 

30  stranded  wire  Is  also  fixed.  The  No.  30  wire  Is  taped  to  the 
clamp  and  hangs  In  a  loop  to  the  terminals  of  the  chassis.  All 
connections  are  soldered.  Resistance  checks  are  made  before  each 
experimental  run  and  dally  during  longer  runs  to  Insure  both  good 
solder  Joints  and  absence  of  fatigue  breaks  In  the  No.  30  wire. 


*  Registered  Trademark  of  Dow  Chemical  Co.,  Midland,  Michigan 
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The  apparatus  Is  then  switched  on  and  a  200  ops  sine  wave 
applied  to  the  power  amplifiers  at  a  level  not  exceeding  -10  db 
re  actual  test  rms  level.  The  selector  switch  Is  manually 
advanced  and  the  oscillator  frequency  adjusted  to  give  the  maximum 
readings  for  each  gage  on  each  side  of  the  bar.  "Q"  measurements 
are  taVcen  for  each  side  and  compared  to  gain  assurance  about  the 
symmetry  of  the  assembly  and  clamping  force.  Only  4  gages  were 
attached  to  a  given  bar  In  order  to  maintain  a  high  Q.  Values  of 
Q  were  typically  In  the  range  20-35  for  either  arm  of  the  bar. 

E.  RESULTS 

A  sample  of  the  graphic  recorder  output  Is  shown  In  Fig.  C-4. 
1)118  Is  the  record  of  time  to  failure  of  a  set  of  four  gages  sub¬ 
jected  to  a  random  narrow  band  excitation  with  an  rms  level  of  60 
db  re  1  p,8traln.  The  sampling  of  each  gage  In  2  minute  sections 
can  be  noted  as  soon  as  one  gage  differs  from  the  others.  The 
failure  of  each  of  the  gages  In  marlced  with  an  "f"  along  the  bottom 
of  the  record.  The  output  level  would  often  rise  as  the  failure 
first  occurred.  This  was  true  because  the  flrs.t  rupture  In  the 
metal  foil  would  close  for  a  considerable  part  of  the  cycle, 
making  the  output  voltage  vary  between  zero  and  the  original  dc 
level  at  the  gage  and  series  resistor  Junction.  As  the  rupture 
or  break  widened,  the  "closed  contact"  duty  cycle  would  diminish 
or  go  to  zero,  and  the  output  would  do  the  same.  The  spread  of 
amplitude  Is  due  to  the  short  averaging  time  constant  available 
In  the  particular  recorder  used.  This  time  constant  has  the 
advantage  of  allowing  quick  recovery  from  the  switching  transients 
of  the  sampling  mechanism. 

For  the  purposes  of  this  work  a  failure  was  defined  as  a  change 
In  output  of  the  gage  of  1.3  db  (or  20^).  No  evidence  was  seen 
that  such  a  failure  ever  occurred  without  an  actual  rupture  or 
discontinuity  being  created  In  the  foil  structure.  It  did  not 
occur  at  the  leads  of  the  gage,  their  attaching  points,  the  bonding 
cement,  or  the  gage  backing  material.  There  was  no  evidence  of  a 
failure  mechanism  Involving  a  continuous  change  In  gage  resistance 
similar  In  effect  to  the  creep  error  phenomenon  In  steady  strains. 

Die  data  gathered  on  the  FAB-30-12  gages  are  plotted  In  the 
general  form  of  a  strain-life  curve  In  Fig.  C-5.  Thirty -two  samples 
of  this  gage  were  examined  at  different  strain  levels  under  narrow 
band  random  excitation  centered  at  200  cps. 

The  uncertainty  In  experimental  failure  time  for  the  sets  of 
gages  at  62  and  62.5  db  re  1  ^strain  (the  group  with  the  shortest 
lives)  was  negligible  since  by  chance  the  majority  of  the  gages 
failed  while  being  examined  by  the  graphic  recorder. 
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The  two  sets  of  gages  tested  at  60  db  re  1  ^lst^aln  used  two 
different  types  of  cement,  Eastman  910  and  EPY-400.  All  other 
tests  were  conducted  with  Eastman  910  because  the  mounting  time 
is  shorter  and  elevated  temperatures  for  curing  is  not  required. 

The  above  duplicate  data  was  taken  to  indicate  the  equivalence 
at  these  levels  of  the  life  of  the  gages  mounted  with  either 
Eastman  910  or  EPY-400.  This  was  expected  since  the  failures  had 
occurred  In  the  foil  of  the  gage  Itself  ratner  than  the  cement  or 
leads . 

An  attempt  was  made  to  Identify  and  Inspect  the  location  of 
failure  on  the  gage.  For  this  purpose,  many  of  the  failed  gages 
were  subjected  to  visual  inspection  both  by  naked  eye  and  using 
a  binocular  microscope  up  to  90  power.  In  no  Instance  has  the 
failure  been  visible.  Forsaking  non -destructive  methods,  a  suc¬ 
cessful  technique  of  Inspection  was  the  following:  the  gage  lead 
wires  were  connected  to  the  output  of  a  GR  Varlac  and  the  voltage 
increased  until  local  overheating  and  subsequent  melting  and  vapor¬ 
izing  of  the  film  conductor.  For  a  new  gage,  this  will  generally 
take  place  where  an  etching  defect  has  produced  a  narrow  section  In 
the  foil,  and  at  a  high  current  level.  For  a  gage  which  has  failed 
in  fatigue  tests,  the  failure  point  will  generally  provide  a  visible 
minute  arc  or  an  overheating  as  described  above,  but  at  a  much 
reduced  current.  Before  these  destructive  tests  were  carried  out, 
the  gages  were  checked  for  dc  resistance.  Each  failed  gage  would 
indicate  either  an  open  circuit  or  a  resistance  two  to  five  times 
the  normal  value.  In  many  cases  this  resistance  could  be  reduced 
considerably  by  bending  the  test  bar  so  that  the  gage  was  put  Into 
compression. 

F.  CONCLUSIONS 

The  following  direct  conclusions  can  be  drawn  from  these 
tests: 

1.  Part  of  the  strain -life  curve  for  an  FAB -50 -12  type 
strain  gage  with  random  narrow  band  excitation  has 
been  experimentally  determined.  This  curve  Is  for 
normal  laboratory  environment  with  sample  temperature 
between  80°  and  130®P. 

2.  The  point  of  failure  In  each  of  these  tests  occurred 
within  the  foil  of  the  g^ge.  The  cement  used  and  the 
method  of  lead  attachment  In  all  cases  outlasted  the 
foil  material. 
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3.  The  fatigue  life  of  the  gages  le  adequate  for  measuring 
aluminum  panel  sti^ln  history  for  the  response  recorder: 

a)  For  the  high  strain  levels  (60-62  db  re  1  ^strain) 
the  gages  have  at  least  the  same  fatigue  life  as 
the  test  bar  with  stress  concentration  reported  In 
Smith  and  Malme.  These  stress  concentrations  are 
typical  of  those  encountered  In  the  construction 
of  flight  vehicles. 

b)  At  the  lower  strain  levels  (50-53  db  re  1  ^.strain) 
the  data  taken  In  this  experiment  show  that  the 
gages  have  at  least  the  same  fatigue  life  as  the 
test  bar  without  stress  concentration.  (See  Table 
C-1) . 

The  results  obtained  In  these  tests  of  necessarily  limited 
scope  suggest  the  need  for  further  work.  There  are  other  param¬ 
eters  than  those  examined  such  as  temperature,  gage  material, 
superimposed  static  strain,  etc.,  which  undoubtedly  Influence  the 
gage  life.  Of  particular  Interest  Is  the  superposition  of  static 
strain  and  alternating  strain.  This  would  be  a  closer  approxima¬ 
tion  to  the  actual  conditions  existing  in  flight  vehicles. 


REFERENCES 
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FI6.C-2  DRIVER  CIRCUIT  FOR  RANDOM  NOISE  EXCITATION 


ASO-TOR-62-169 
VOLUME  S 


92 


FIG.  C-3  STRAIN  GAGE  OUTPUT  RECORDING  SYSTEM 


FIG.  C-4  TYPICAL  STRAIN  GAGE  GRAPHIC  RECORD 
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APPENDIX  D 

DATA  FOR  B-52  AND  KC-135 


A  report  prepared  by  the  Battelle  Memorial  Institute 
(Ref.  D-1)  was  received  from  ASD  in  April  1962.  This  report 
contains  preliminary  data  similar  to  that  used  for  estimates 
In  Volume  I  of  this  Technical  Report  for  the  RB-47.  Battelle 's 
data  for  the  B-52  and  KC-135  have  been  used  to  estimate  the  number 
of  counts  expected  in  the  analyzer  windows  in  a  three  month 
period. 

The  values  of  engine  ground  time  per  1000  hours  of  flight 
for  the  most  active  engines  of  two  B-52  aircraft  and  two  KC-135 
aircraft  were  considered.  This  ground  time  must  be  separated 
into  static  operations  and  takeoff  operations,  since  each  con¬ 
tribute  differently  to  the  time  distribution.  The  split  between 
takeoff  and  static  operations  was  estimated  by  considering  the 
number  of  flights  per  1000  hours  of  flight*  and  assuming  that 
60  seconds  of  grovind  roll  is  required.  This  yielded  1.3  hours/ 
1000  hours  for  the  B-52  and  3.8  hours/1000  hours  for  the  KC-135. 
The  RB-47  data  gave  2.8  hours/lOOO  hours  of  flight.  Takeoffs 
were  made  in  both  engine  categories  IV  and  V;  385^  in  IV  for  the 
B-52  and  295^  in  IV  for  the  KC-135.  The  data  are  tabulated  on  the 
following  page. 

The  relative  SPL  contributed  by  the  J-57  engines  was  esti¬ 
mated  for  the  600-1200  cps  octave  band  using  engine  data  from 
Pratt  juid  Whitney  (Ref.  D-2)  and  is  presented  in  Pig.  D-1. 
Category  IV  was  chosen  as  the  reference  at  0  db;  Category  V 
was  +4.0  db,  and  Category  III  was  -7  db.  The  takeoff  variations 
of  Volume  I  were  used.  The  temperature  data  presented  by 
BatteUe  for  the  B-52  and  KC-135  were  employed  in  conjunction 
with  the  computations  in  Appendix  B  for  the  J-57  to  estimate 
the  temperature  influences.** 


*  "Touch  and  go"  data  is  not  Included  as  a  flight  since  the 
noise  contribution  does  not  reach  a  maximum  unless  the 
vehicle  is  stationary.  (See  Pig.  4  of  Volume  I.) 

**  No  temperature  variation  could  be  established  for  the  KC-135 
in  Category  V  in  Appendix  B.  It  was  assumed  that  the  varia¬ 
tion  is  20°P  per  db.  Since  the  Category  IV  operation  is 
much  larger  than  Category  V  for  the  KC-135,  the  assumption 
should  Introduce  a  very  small  error  in  overall  damage. 
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TABLE  D-I 

ENGINE  GROUND  TIME  IN  HOURS/lOOO  HOURS  OP 

PLIGHT 

Engine 

Category 

I 

0-805^ 

rm 

II 

80-905^ 

ITMIl 

III 

90-95^ 

rpm 

IV 

95-1005^ 

rpm 

V 

95-lOOJ^  rpm 
with  water 
injection 

B-52, 

takeoff 

0 

0 

0 

0.5 

0.7 

B-52, 

static 

83.9 

7.2 

0.6 

1.2 

0 

KC-135, 

takeoff 

0 

0 

0 

1.1 

2.8 

KC-135, 

static 

275 

10.7 

6.0 

18.9 

0 

RB-47,* 

takeoff 

0 

0 

0 

2.8 

RB-47, 

static 

140 

2 

0.3 

2.4 

— 

The 

KC-135  is 

operated  with  a  "t£ucl 

spare"; 

that  is,  a 

second  KC-135  Is  taxied  to  the  runway  as  a  backup  In  case  the 
progranmed  KC-135  aborts.  This  would  of  course  Increase  the 
ground  operation  per  unit  flight  time  for  the  KC-135  aircraft. 

We  might  expect  it  to  double  the  average  time  accumulated  for 
all  aircraft-  in  this  type  of  operation.  Comparing  the  takeoff 
time  and  static  operation  in  Category  IV,  we  find  that  the  ratio 


Prom  Voliane  I  of  this  Technical  Report. 
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for  the  B-52  and  RB-47  is  about  1:1.  The  KC-135  data  is  1:4, 
which  is  double  again  the  increase  that  might  be  expected  because 
of  ''taxi  spare"  operation.  It  is  possible  that  the  two  KC-135 'a 
examined  were  used  for  taxi  spare  much  more  frequently  than  the 
average  of  the  whole  population  of  KC-135 's. 

The  maximum  number  of  counts  anticipated  in  a  counter  in  a 
2  db  range  has  been  calculated  using  the  average  flight  hours  in 
a  three-month  period.  These  are  tabulated  below. 


Aircraft 

Average 

Plight  Hours 

In  Three  Months 

Maximum  Hours 

Per  1000  Hours  of 
Plight  in  a 

2  DB  Window 

Maxlmimi  Counts 
Expected 

RB-47 

80 

1.7 

612 

B-52 

180 

0.9 

580 

KC-135 

l4l 

7.1 

3600 

The  radical  Increase  between  the  RB-47  auid  KC-135  cem  be 
attributed  to  the  large  time  at  Category  IV  engine  operation 
for  the  KC-135.  Fortunately,  a  safety  factor  of  twenty  was 
allowed  in  sizing  the  counters  from  the  RB-47  data  (which  can 
accumulate  to  9999).  A  factor  of  twenty  still  remains  for  the 
RB-47  and  B-52,  but  the  KC-135  factor  has  been  reduced  to 
slightly  less  them  three.  As  stated  in  Volume  I,  ultimately 
the  rate  of  aircraft  utilization  will  determine  how  many 
months  the  recorder  can  accimiulate.  It  appears  that  even  an 
aircraft  as  active  as  the  KC-135 's  reported  by  BatteUe  can  be 
examined  for  more  than  three  months.  ! 


REFERENCES 

D-l,  "Interim  Report  on  Time  History  of  Ground  Operation  of 

B-52  and  KC-135  Aircraft  Engines,"  Contract  AP  33(6l6)-7066 
1  November  1961,  Battelle  Memorial  Institute. 

D-2.  Specifications  A-1704-D,  1  August  1957>  Model  J57  P-45W, 
Pratt  emd  Whitney  Aircraft. 
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APPENDIX  E 

OPERATIONAL  RECOMMENDATIONS  FOR  THE  RESPONSE  RECORDER 


A.  SET  UP  PROCEDURE 

The  following  steps  are  recommended  in  applying  the  response 
recorder  to  the  measurement  of  the  signal  from  a  strain  gage. 

1)  Establish  by  measurement  the  frequencies  of 
the  dominant  modes  of  the  structure ,  Obtain 
filters  to  cover  these  modes. 

2)  Install  recorder  and  strain  gage. 

3)  Perform  voltage  calibration  as  outlined  in 
Section  B  below. 

4)  Set  engines  of  aircraft  100^  rpm  without 
thi*ust  augmentation.  Adjust  recorder  sensi¬ 
tivity  so  that  the  strain  level  received  at 
1005^  rpm  coincides  with  7  db  of  the  total 

l4  db  range,  i.e.,  detector  output  voltage 
is  2.07  volts. 

5)  Read  ambient  temperature  and  compensate  the 
strain  level  to  standard  day  by  using  the 
engine  SPL  variation  with  temperature.  If 
it  is  expected  that  the  aircraft  will  operate 
primarily  at  a  radically  different  temperature 
them  the  standard  day,  set  the  strain  level 
accordingly. 

6)  Apply  engine  thrust  augmentation  and  check 
the  resulting  strain  level.  The  signal  should 
not  be  in  the  highest  window  ( 12-14  db).  If 
it  is,  reduce  the  recorder  sensitivity  until 
it  is  ■’n  the  10-12  db  window. 

B.  CHECKOUT  AND  CALIBRATION 

1.  Calibration  Equipment  Required 

Oscillator  in  range  50  to  1000  ops,  driving  1:1  transformer 
isolated  from  ground,  capable  of  supplying  20  volts  rms. 

Decade  Attenuator  (600  ft)  with  10  db,  1  db,  and  0.1  db  steps. 
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Electronic  Counter  capable  of  counting  frequencies  up  to 
100,000  cps  at  +1  count. 

DC  Voltmeter  with  input  impedance  of  1  megohm  minimum,  range 
up  to  30  volts  with  Intermediate  scales  and  accurate  to  within 
425^. 

2.  Controls  and  Adjustments 

The  controls  and  adjustments  built  into  the  response  recorder 
are  itemized  below; 

Pre-Amplifier  Gain;  A  continuous  potentiometer  on  the  input 
circuit;  should  be  set  for  maximum  gain. 

Gain  Attenuator;  A  30  db  precision  attenuator  in  1  db  steps 
\diich  controls  the  effective  gain  of  the  Data  Acquisition. 

Frequency  Byid  Attenuator  (3  each);  A  20  db  precision 
attenuator  with  2  db  steps  which  is  used  to  effect  precise  dif¬ 
ferences  in  gain  between  the  narrow  band  channels  euid  to  extend 
the  range  of  the  Gain  Attenuator. 

Vernier  Gain  Control  (3  each);  A  continuous  potentiometer 
with  a  9  db  range  which  is  used  to  adjust  the  gain  to  match  the  , 
incremental  1  db  levels  and  provide  for  gain  matching  between  the 
four  channels. 

Bias  Control;  A  continuous  potentiometer  which  is  used  to 
adjust  the  Bias  Supply  output  to  yield  a  net  1.66  volt  bias  into 
the  voltage-controlled  oscillator. 

Center  Frequency  Adjust ;  A  control  on  the  commercial  vol- 
tage-controlled  oscillator  to  set  the  frequency  output. 

Deviation  Adjust;  A  control  on  the  commercial  VCO  to 
adjust  the  sensitivity  of  the  VCO. 

Trigger  Level  Control  (7  each);  A  continuous  potentiometer 
vdilch  is  used  to  set  the  trigger  levels  to  correspond  to  a  given 
peak  detector  output. 

Clock  Frequency  Adjust ;  A  continuous  potentiometer  which 
is  used  to  set  the  clock  output  frequency. 

Run-Cal  Switch;  A  three  position  switch  which  is  used  to 
step  between  octave  band  channels  during  "Calibration"  or  to 
continuous  sampling  during  "Run." 
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NOTE:  The  balance  control  of  the  quasi 
rms  detector  is  adjusted  to  give 
temperature  drift  compensation 
over  the  r£Uige  -50°C  to  70OC. 

This  control  should  not  be  changed 
during  checkout  or  calibration. 

3.  Initial  Checkout  Procedures 


This  checkout  is  to  be  part  of  the  final  tests  of  a  unit 
before  being  used  in  the  field.  In  addition,  this  procedure 
would  be  useful  after  the  instrument  has  been  in  use  for  a  long 
period. 

a)  Step  1* 


Check  all  chassis  Interconnections  and  power  connections 


for  correct  polarity  and  value, 
adjust  power  supplies  to  correct 

b)  Step  2 

Set  the  initial  position  of 
Gain  Attenuator: 

Frequency  Band  Attenuators: 
Vernier  Gain; 

Run-Cal  Switch: 


Turn  on  power  Euid  measure  and 
voltage . 

the  following  controls  to: 

-30  db 

0  db  for  each  beuid 
About  middle  for  each  band 
To  Cal  on  one  channel 


Disconnect  the  Impulse  Counter  Package  and  plug  in  the 
Calibration  Lamp  Package. 

c)  Step  3 

Apply  am  input  of  approximately  0.1  volt  rms  of  the  required 
frequency  for  the  narrow  band  at  the  terminal  marked  "Insert  Vol¬ 
tage."  Monitor  the  voltage  at  the  input  of  the  VCO  with  the  DC 


For  a  field  calibration,  disconnect  the  Elapsed  Time 
Indicator  before  turning  power  on. 
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voltmeter.  Increase  the  insert  voltage  until  the  monitor  reads 
approximately  6  volts.  With  linear  graph  paper  plot  the  monitor 
voltage  at  6,  4,  cind  2  volts  versus  the  insert  voltage  in  volts. 

Draw  a  straight  line  through  these  points  and  note  accurately 
the  value  at  which  this  straight  line  intercepts  the  insert  vol- 
taige  axis.  This  value  should  be  -1.66  volts. 

d)  Step  4 

If  the  Intercept  value  is  different  than  -1.66  volts  proceed 
as  follows.  Note  the  actual  intercept  value  obtained  in  Step  3. 

It  is  necessary  to  adjust  the  bias  control  of  Pig.  A-6  so  that 
the  intercept  coincides  with  -1.66  volts.  If,  for  example,  the 
intercept  were  at  -1.55  volts,  it  is  apparent  that  the  bias  con¬ 
trol  needs  to  be  more  negative  by  0.11  volts.  This  is  done  by 
setting  the  Insert  voltage  to  zero  and  noting  the  voltage  output 
at  the  monitor.  The  bias  adjust  is  then  set  so  the  monitor 
changes  by  the  amount  required.  For  example,  if  the  monitor  indi¬ 
cated  -0.60  volts  and  the  change  desired  is  O’.ll  volts,  the  bias 
is  adjusted  so  the  monitor  output  is  -0.71  volts. 

e)  Step  5 

Repeat  Step  3  to  check  adjustment. 

f)  Step  6 

Repeat  Steps  3^  4,  and  5  for  the  other  channels. 

g)  Step  7 

Compute  the  rms  strain  voltage  from  the  gage  at  the  full 
scale  strain  desired.  Apply  an  insert  voltage  signal  to  the 
recorder  which  is  100  times  the  full  scale  strain  voltage 
expected.  Monitor  the  VCO  input  with  the  DC  voltmeter.  Adjust 
the  Gain  Attenuator  until  the  monitor  voltage  is  as  close  to  6.79 
volts  as  possible.  Jse  the  Vernier  Gain  adjust  to  set  at  6.79  volts. 

h)  Step  8 

Using  the  Run-Cal  Switch,  advance  the  recorder  to  the  next 
cheuinel.  Place  in  "Cal"  position.  Apply  an  insert  voltage  at 
the  correct  frequency  with  an  rms  level  as  determined  in  Step  7. 

l)  Step  9 

Adjust  the  Vernier  Gain  for  this  octave  band  to  yield  6.79 
volts  at  the  monitor  of  Step  7. 
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J)  Step  10 

Repeat  Steps  8  and  9  by  applying  for  the  remaining  channel, 

k)  Step  11 

The  Preauency  Band  Attenuators  are  then  set  for  the  various 
maximum  amplitudes  in  the  other  bands,  i.e.,  spectrum  compensa¬ 
tion. 


l)  Step  12 

With  5.00  volts  at  the  VCO  input,  read  the  VCO  output 
frequency  on  an  electronic  counter.  Check  that  the  frequency 
is  25,300  cps.  If  not,  apply  zero  volts  to  the  VCO  by  decreas¬ 
ing  the  insert  voltage  by  14  db.  Adjust  the  output  frequency 
to  be  18,700  cps  with  the  Center  Preauency  control  on  the  VCO. 
Apply  5.00  volts  again.  Adjust  the  vCO  ^Sensitivity  until  the 
output  is  25,300  cps. 

m)  Step  13 

Monitor  TP-4  of  Pig,  A-8  of  Volume  I  with  a  DC  Voltmeter 
for  the  bandpass  filter  corresponding  to  the  lowest  band.  Adjust 
the  insert  voltage  from  zero  until  the  voltage  at  TP-4  is  6.00 
volts.  Observe  the  lamp  corresponding  to  the  amplitude  level  in 
the  lamp  package.  Move  the  Trigger  Level  Control  in  a  counter¬ 
clockwise  direction  until  the  lamp  is  off.  Recheck  and  readjust 
the  monitor  to  6.00  volts.  Carefully  move  the  Trigger  Level 
Control  clockwise  until  the  lamp  Just  turns  on. 

n)  Step  l4 

Repeat  Step  13  for  all  six  bandpass  filters  amd  the  hlghpass 
filter. 

0)  Step  15 

Place  the  Run-Cal  Switch  into  "Run"  position  with  one  of 
the  readout  lamps  on.  Observe  that  the  lamps  cycle  across  the 
octave  bands. 

p)  Step  16 

Monitor  the  output  "V"  of  Pig.  A-l4  of  Volume  I  with  the 
electronic  counter  examining  the  period  of  the  output.  Adjust 
the  Clock  Prequency  Control  for  a  period  of  0.500  seconds. 
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q)  Step  17 

Turn  power  off.  Disconnect  insert  voltage.  Reactivate  the 
Elapsed  Time  Indicator  and  microphone.  Replace  the  Lamp  Readout 
Package  with  the  Counter  Readout  Packages.  Record  the  number  of 
counts  in  each  counter  on  the  appropriate  forms. 

r)  Step  l8 

Set  Elapsed  Time  Indicator  to  zero. 

4.  Field  Calibration  Procedure 


A  field  calibration  would  consist  essentially  of  checking 
some  of  the  steps  listed  for  initial  checkout.  This  would  include 
Steps  1  to  3i  7  to  11,  15,  17,  and  l8. 

The  omitted  steps  Include  those  required  to  detemlne  the 
detector  intercept  point  for  the  four  detectors,  the  adjustment 
of  the  six  trigger  levels,  and  the  adjustment  of  the  clock  fre¬ 
quency. 

The  first  few  calibrations  of  the  first  instrument  constructed 
will  want  to  be  more  extensive,  enough  to  encompass  all  of  the 
Initial  Checkout  Procedure.  This  will  serve  as  a  check  to  estab¬ 
lish  the  critical  Steps  to  be  included  in  the  Field  Calibration 
Procedure . 

C.  DETAILED  CIRCUIT 

The  following  circuit  chamges  are  required  to  the  sonic 
recorder  of  Appendix  A,  Volume  I  for  the  response  recorder; 

Fig.  A-1 

Replace  the  first  stage  with  Fig.  l4  of  Volmne  II.  The  out¬ 
put  of  Fig.  14  would  be  connected  to  the  top  of  the  attenuator. 

Fig.  A-2 

Delete. 

A-3 

Replace  the  four  octave  band  filters  with  the  three  data 
filters  described  in  Section  IV  of  Volvune  II.  Increase  series 
resistors  from  600  ^  to  10,000  ^  and  the  attenuators  from  600  ^ 
to  10,000  n. 
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Fig.  A-4 

Increase  the  two  100  35  volt  capacitors  to  150  tifd, 

35  volts.  Alter  the  1.35  series  resistor  as  discussed  in 
Appendix  B,  Section  E  of  Volume  I. 

Pig.  A-8 

Tabulation  of  components  are  altered  in  accordance  with 
Table  III  of  Volume  II.  A  highpass  constant-k  filter  is  added. 

Fig.  A-9 

Seven  row  drivers  are  required  instead  of  six. 

Pig.  A-11  and  Pig.  A-12 

Matrix  la  7  X  3  rather  than  6x4. 

Pig.  A- 18 

Three  each  of  Pig.  A-4  required.  Seven  each  of  Pig.  A-8 
required.  Pig.  A-3  deleted. 

All  other  figures  remain  the  same.  The  power  supplies 
required  are  the  same  as  for  the  sonic  recorder  with  the  excep¬ 
tion  that  Supply  1  will  be  expected  to  supply  currents  as  high 
as  180  ma.  No  filament  supply  is  required. 
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